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Abstract
The goal of this PhD is to develop and validate an independent dose calculation
method in order to support the intense commissioning work of a Light Ion Beam
Therapy (LIBT) facility, and to validate the Treatment Planning System (TPS)
dose calculation. The work focuses on proton therapy treatments and is held as a
collaboration between the CREATIS laboratory (Lyon, France) and the MedAustron
Ion Therapy Center (Wiener Neustadt, Austria).
At MedAustron, in order to exploit a sharp lateral penumbra for the proton
beam as well as to improve the accuracy of the TPS dose calculation algorithms, the
air gap between the treatment head window and the patient is reduced by moving
the patient towards the treatment head. Therefore, non-isocentric treatments have
to be accurately taken into consideration during modeling as well as validation phase
as moving the target away from the room isocenter may lead to reduced treatment
accuracy.
In this study, the parametrization of the proton pencil beam follows the recom-
mendations provided in Grevillot et al. (2011), but including a full nozzle descrip-
tion. Special care is taken to model the pencil beam properties in non-isocentric
conditions, including the use of a Range Shifter (RaShi). The characterization of
the pencil beam is based solely on fluence profiles measured in air and depth dose
profile acquired in water. In addition, the presented model is calibrated in abso-
lute dose based on a newly formalism in dose-area-product presented in Palmans
and Vatnitsky (2016). Eventually, a detailed validation is performed in water, for
three-dimensional regular-shaped dose distributions. Several parameters commonly
exploited in proton dosimetry such as range, distal penumbra, modulation, field sizes
and lateral penumbra for proton dosimetry are evaluated for validation purposes.
The pencil beam optics model reached an accuracy within the clinical require-
ment of 1mm/10% and it is not affected by the complexity of non-isocentric treat-
ments and the use of a RaShi. Ranges are reproduced within 0.2 and 0.35 mm
(max deviation) without and with range shifter, respectively. The dose difference in
reference conditions is within 0.5%. The 3D dose delivery validation in water was
within 1.2% at maximum. The agreement of distal and longitudinal parameters is
mostly better than 1 mm.
The obtained results will be used as a reference for the future clinical implemen-
tation of the MedAustron independent dose calculation system. As an example of
the potential clinical outcome of the presented work, the patient specific quality as-
surance measurements performed in water have been successfully reproduced within
the clinical requirement of 5% accuracy for a few patients.
1
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CHAPTER 1
Introduction
In 2015, about 90.5 million people suffered from cancer [1] and every year, about
14.1 million new cases occur1 [2]. Cancer causes about 8.8 million deaths which
correspond to 15.7% of the human deaths [3]. In children, acute lymphoblastic
leukemia and brain tumors are most common2 and in 2012, about 165,000 children
under 15 years of age were diagnosed with cancer [2]. In Austria, about 39,000
people develop cancer every year [4]. Even though men are slightly more affected
than women, for both sexes, malignant tumor diseases are the second most common
cause of death, preceded by cardiovascular diseases [4]. Under current estimates,
two in five people will have cancer at some point in their lifetime [5].
Three main cancer treatment techniques are commonly addressed: surgery, sys-
temic treatment and radiation therapy. The choice upon these three therapies de-
pends on many factors, e.g. the location of the tumor, the stage of the disease and
the anamnesis of the patient. Whenever feasible, a complete resection of the tumor
results into a curative treatment in most of the cases without considerable damage
to the healthy tissues. However, the ability of the malignant cells to metastasize
over adjacent sites leads to micro-metastasis which are difficult to detect. There-
fore, coadjuvant as well as adjuvant treatments are then necessary to increase the
probability of the tumor control. However, systemic treatment and radiotherapy
can practically have a negative effect due to non-negligible side effects [6].
New techniques and methods against cancer are constantly under investigations
by modern research in order to increase the tumor control probability and to reduce
1Skin cancer other than melanoma are not considered.
2An exception is represented by Africa where non-Hodgkin lymphoma occurs more often compare the
brain tumors.
2
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1. Introduction 3
the unavoidable side effects. In this respect, ion therapy played a significant role
as a valid alternative since more than 60 years. During this period, remarkable
technical improvements as well as clinical outcomes have been achieved in both
light3 and heavy ion beam therapy. In the following, some general considerations
are presented as introduction to this manuscript. Unless otherwise stated, the given
concepts apply to proton therapy only.
1.1 Considerations for proton therapy
In some extent, proton therapy can be considered as an external beam radiotherapy
technique using proton beams. Interest in proton therapy seems to be exponen-
tially increased from 1970 to 2010 [8]. It is commonly stated that proton therapy
originates from a Robert Wilson’s proposal [9]. Wilson introduces the basic ratio-
nale for proton therapy, giving a visionary clinical application of complex physical
interactions among particles. In fact, highly conformal treatments of deep-seated
tumors rely on the idea that charged particles traveling trough the matter release
a maximum of energy at the end of their path (Bragg peak) [10] (more details are
available in chapter 2). Despite Wilson’s suggestion in the 1946, the first clinical
trial is conducted only later, in 1954, when the first patient is treated at the Berke-
ley Radiation Laboratory [11]. For these pioneeristic treatments, the potentiality of
a proton irradiation is still not fully exploited as the energy of the protons is not
adjusted in order to generate a Bragg peak at the tumor location.
A few years later, in Uppsala (Sweden), remarkable studies are conducted for
the first time [12, 13, 14, 15]. For example in [13] a first use of the spread-out
Bragg peak is exploited while in [15], the proton beam is magnetically scanned
vertically and horizontally by two sweeping coils with a minimal loss of protons. In
1961, the Harvard Cyclotron Laboratory and the Massachusetts General Hospital
establish an important collaboration between physicists and clinicians that improves
the treatment technique under several aspects. Thanks to this effective collaboration
many important studies are conducted and 9116 patients are treated till 2002, when
the cyclotron is shut down [16, 17, 18, 19, 20, 21]. Also Russia starts proton therapy
treatments in 1967, in Dubna [22, 23, 24] followed by Japan in 1979 with the first
treatments in Chiba [25].
Noteworthy, in all these studies, only accelerators initially built for physics re-
search purposes are exploited as the idea of having a specific center for cancer treat-
ment by protons irradiation was still not an option at that time. According to [26],
the first proton therapy center entering in operation is the Center for Proton Therapy
in Villigen (Switzerland, 1984) followed by the Clatterbridge Center for Oncology
(UK, 1989). The former was equipped by a compact scanning gantry while the latter
by a low energy cyclotron in order to treat ocular tumors. Since the 1990, several
hospital-based proton therapy facilities start clinical activities worldwide: the Loma
3In this manuscript, light ion is defined as having an atomic number less than or equal to 10 (neon) [7].
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4 1.1. Considerations for proton therapy
Figure 1.1: example of a comparison between dose distributions obtained with an
intensity modulated radiation therapy technique (on the left side) and a proton
therapy with active scanning technique (on the right side). Adapted from [29].
Linda University Medical Center in Loma Linda (USA, 1990), the Centre Anoine
Lacassage in Nice and the Centre de protonthe´rapie in Orsay (France, 1991), the
Crocker Nuclear Laboratory in San Francisco (USA, 1994) and TRIUMF in Vancou-
ver (Canada, 1995). Many others follows in Germany, Russia, Japan, Italy, China,
South Korea, Poland, Czech Republic, Taiwan and Austria. By the end of 2016, a
total of 149345 patients have been treated with protons [26].
Over time, cyclotron-based facilities widespread faster than synchrotron-based
facilities, or so-called dual facilities (more details are available in chapter 3), due
mainly to technical difficulties as well as lack of evidence of cost-competitiveness [27].
On the other hand, technological progresses in photon therapy remarkably reduced
the adoption of proton therapy. Indeed, advanced techniques such as intensity-
modulated photon therapy and volumetric arc therapies [28] well neutralize the
superior spatial dose distribution in the patient offered by proton irradiation. How-
ever, the relative advantage in sparing normal tissues in proton therapy (see figure
1.1) drastically reduces the risk of radiation-induced secondary cancer [30], especially
important in pediatric treatments [31, 32].
With the advancement of irradiation techniques, proton therapy (or light and
heavy ion beam therapy in general) resulted to be beneficial for a wide selection of
tumors and in some situations can also be used as a supportive therapy that can give
an overdose at the end of radiosurgery treatment. Especially suitable are solid non-
invasive tumors, typically non-responsive in conventional radiotherapy techniques.
Countless clinical and research studies performed worldwide support the rationale
of ion therapy in general [33, 34, 35, 36, 37, 38, 39, 40, 41] but it is important to
remark that it is not always obvious to address a proton treatment as an optimal
choice. When proton beams availability (or cost-competitiveness in other words)
comes into play, it is important to take into consideration practical aspects such as
the patient’s status and/or the patient’s needs which might adapt the initially aimed
clinical goal. [42, 43, 44, 45].
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1. Introduction 5
1.2 Rationale of Monte Carlo applications
Having a superior and advanced technique for cancer treatment such as proton
therapy, does not guarantee a successful treatment per se. Unavoidable uncertainties
involved in the treatment planning process and in the delivery of the dose are highly
responsible of the accuracy and the precision achievable. A significant change in the
tumor control probability may be induced by a 7-10% change in dose to the target
volume [46]. Therefore, it is essential to assess that the whole curative system4 is
able to deliver a dose to the region of interest within 5% of the prescribed dose [46].
The chain of processes that lead to a successful treatment is generally long and
complex. The clinical workflow involves many steps like the patient immobilization
and setup, the contour delineation for organs at risk and organs of interest, the
diagnostic imaging of the patient and the intra- inter-fractional organ motion, just
to cite a few. Each of the steps represents a potential source of error and sometimes,
the situation can be even more complex as a single step can be composed by several
sub-steps.
As integral part of the clinical workflow, a dose calculation engine must fulfill
the accuracy requirements as well. In proton therapy, and in particular in scanned
proton therapy, there are basically three classes of dose calculation algorithms [8, 48]:
ray casting, pencil beam and Monte Carlo (MC) methods. In general, each of the
algorithms used for dose calculation deal with different approximations at different
levels. Once an approximation is introduced, it unavoidably leads to uncertainties
that must be taken into account. A crucial point in the uncertainties of a dose
calculation algorithm is the way how it deals with the tissue heterogeneity of the
patient. For example, the ray casting algorithm considers as the smallest element
for dose calculation the physical pencil beam and in order to deal with heterogeneity
along the field direction it scales the Water Equivalent Depth (WED) of each dose
grid calculation point [8, 48]. The modern pencil beam algorithm introduces an
improvement of this approach thanks to the sub-spot technique [49]. However,
dosimetric uncertainties in the patients may still be possible due for example to
marker implants as well as highly heterogeneous media [50]. Nowadays, the pencil
beam algorithm entitles the most pragmatic representation of the particle transport
in medium [8] and it is clinically used in most of the Treatment Planning Systems
(TPSs) exploited for dose calculation. Nevertheless, specific scenarios might lead to
lower accuracy of the predicted dose distribution and therefore a higher-accuracy
approach is required. At the moment, only MC algorithms are capable to provide
a valid alternative to this problem thanks to its non-analytical approach. Despite a
higher computational time, a MC calculation can better account for heterogeneity
issues of the patient tissue. As a matter of fact, most of the commercial TPSs
available nowadays offer alternative MC algorithms for treatment planing (more
detailed are presented in chapter 3).
4It is intended as an entire workflow to which the patient is subjected. It is typically a long chain of
processes, starting from the initial evaluation to the medical structure till the final follow-up after treatment.
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6 1.3. Monte Carlo codes in clinical practice
MC methods applied to proton therapy improve not only the dose calculation
accuracy, but also provide useful insights which cannot be obtained otherwise. A
deep evaluation of the uncertainties involved in the clinical treatments [51, 52] is
a crucial step towards better treatment quality. For instance, a detailed range un-
certainties analysis might lead to the reduction of the safety margin applied during
planning process and consequently, to lower normal tissue complications [53]. How-
ever, even MC methods are affected by unavoidable uncertainties which need to be
accounted for. According to [53], typical uncertainties for MC calculations might be
either independent of dose calculation, such as patient setup or beam reproducibil-
ity, or dependent of dose calculation. With respect to uncertainties dependent of
dose calculation, two contributions are mostly addressed [53]: the CT-based patient
geometry definitions and the dose algorithm itself. The former involves the scanner
calibration as well as the conversion of Hounsfield Unit (HU) into relative stopping
power or material composition, while the latter involves mostly the cross-sections
uncertainties as well as the implementation of physics models [53].
1.3 Monte Carlo codes in clinical practice
In general, MC methods are exploited by simulation software and toolkit to provide
a numerical solution to the problem of the particle transport into the medium. A
predefined number of particles are tracked through the patient geometry based on
tissue description provided by diagnostic imaging and according to the implemented
physics models. General purpose codes like FLUKA [54, 55], Geant4 [56, 57], PHITS
[58] and MCNPX [59, 60] are commonly used for dose calculation. In particular,
there are also programs which do not necessarily require specific program language
skills from the user point of view but serve as interfaces to object oriented toolkit
[8]. Remarkably in this respect, are TOPAS [61, 62], GATE [63, 64] and VMCPro
[65].
The cited MC codes, can be organized in order to be exploited as MC-based
Independent Dose Calculation (IDC) tools [66, 67, 68]. A properly implemented IDC
provides useful insights during commissioning work and can support the validation
of the TPS [69]. Further, it can help speeding-up all medical physics commissioning
work providing data that must be measured otherwise.
Despite their availability and accuracy performances, a full clinical implementa-
tion of the cited MC codes is not always feasible in practice, mainly due to their
computational time limitation. The reason is also, in some extend, historical as
these codes were originally developed for high-energy physics research and there-
fore not optimized for clinical applications. Only recently, different research groups
developed fast multi-purpose Monte Carlo tools for proton therapy [71, 70]. For
instance, using multi- and many-core CPU architectures (MCsquare) [70] or GPU
calculation (FRED) capabilities [71], in combination with library of pre-computed
look-up tables, it is possible to obtain a clinically acceptable compromise between
accuracy and calculation time.
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1. Introduction 7
An elegant and general guideline for a clinical implementation of a MC code
has been presented in [72] but specific issues must be still overcome depending on
the type of the chosen MC code and on the type of the beam line used for particle
transport. In this respect, modeling the properties of the beam irradiation may still
remain a facility-dependent process as presented in detail in chapter 4.
1.4 About this project
In December 2014 an international collaboration between the CREATIS laboratory
from the center Leon Berard in Lyon (France) and the MedAustron Ion Therapy
Center in Wiener Neustadt (Austria) is started. The collaboration aims at the im-
plementation of the GATE toolkit at the clinical level, according to the MedAustron
clinical practice and specifications.
The possibility to establish a clinical workflow based on GATE re-calculation
is suggested for the first time in 2011, during a previous PhD project, where a
clinical case of a proton treatment was reproduced in GATE for a cyclotron-based
facility [73]. In this report, the basic concepts in proton beam therapy (chapter 2)
are provided at first. In the third chapter a description of the MedAustron light
ion facility is provided with major emphases on the beam delivery system and the
TPS. A considerable part of the project was dedicated to the beam modeling of the
proton pencil beam, reported in the fourth chapter. In chapter 5, the procedures
used at MedAustron for patient treatment verification are described in order to show
a direct clinical application of the GATE simulations at MedAustron. The patient
treatment verification plans recalculated by GATE represent a first application of
GATE as IDC system at MedAustron.
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CHAPTER 2
Basic concepts for proton therapy
In this chapter, an introduction to basic physical and biological concepts for proton
therapy is given, mostly in comparison to conventional radiation therapy. Sections
are oriented to physics, radiobiology and dosimetry, respectively, in order to give to
the reader the needed elements for the basic understanding of the presented work.
2.1 Terminology and definitions
Proton therapy uses the most common terminology adopted by the conventional
radiation therapy with small but important adaptations. For clarity purposes,
we explicitly defined in this report the most used parameters in proton therapy
according to the definitions available in the current literature and official reports
[8, 7, 74, 75, 76, 77, 78].
2.1.1 Ranges and longitudinal parameters
The term depth-dose profile refers to a dose profile measured along the beam di-
rection. According to the size of the detector compared to the “size” of the beam
profile, it is possible to establish two different approaches for measurements. For
a so-called Central Axis Depth-Dose profile (CAXDD) the depth-dose profile is ac-
quired with a detector smaller than the transverse beam profile. On contrary, an
Integrated Depth-Dose profiles (IDD) is measured using a large detector along the
central axis of the beam. The collected charge is integrated over time.
An important parameter to characterize the depth-dose profiles is the range1,
1It is sometimes also referred to as “mean range” or “projected range” or “dosimetric range”. The “mean
8
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2. Basic concepts for proton therapy 9
defined as the depth reached by half of the primary protons that are not removed
from the beam by nuclear interactions (see section 2.2) [79]. The range of a proton
beam (R80) corresponds to the 80% dose level in the distal fall-off of a depth-
dose profile and is rather insensitive of the beam energy spread. Different dose
levels establish different range meaning. For instance, The clinical range (R90)
corresponds to the 90% dose level in the distal fall-off of a depth-dose profile. It is
also often referred to as “prescribed range” and “depth of penetration” [79]. The
term physical range (R80) can be addressed to clearly distinguish it from the clinical
range [79]. Instead, the term practical range (Rp) is defined as the 10% dose level
in the distal fall-off of a depth-dose profile. Based on the Rp definition, it is also
possible to define the so-called residual range (Rres) as:
Rres = Rp − z (2.1)
where z represents the measurement depth.
Another important definition is the so-called Bragg peak width which corresponds
to the Bragg peak thickness measured at a given dose level [79]. In this report, unless
otherwise stated, the Bragg peak width will always refer to the width at the 80%
dose level (BPw80). The size of the SOBP defined at the 90% (or also 95%) dose
level of the maximum dose it is refereed to as modulation (mod90) of a SOBP. In
general, the term “distal penumbra” typically refers to the distance between two
dose points measured in the distal fall-off of a depth-dose profile. In particular, the
distal fall-off between the 80% and 20% dose levels (DP80-20) and between the 90%
and 50% dose levels (DP90-50) are frequently used2. Finally, the so-called Treatment
Field Length (TFL) is a parameter defined as the distance between two DP80-20
lengths (2 x DP80-20) proximal to the distal 50% isodose level of the SOBP, and
one DP80-20 length (1 x DP80-20) distal to the proximal 90 percent isodose level of
the SOBP. Figure 2.1 summarizes the mentioned longitudinal parameters.
2.1.2 Transverse parameters
The term spot refers to the primary proton beam fluence in air. The spot size is
defined in two transverse directions as the Full Width at Half Maximum (FWHM). A
transverse-dose profile is a dose profile measured perpendicular to the beam direction
while the field size is the distance between two dose points measured in the transverse
fall-off from each side of the field. Field size at the 90% dose level (FS90) and at the
50% dose level (FS50) are frequently used. The lateral penumbra of a transverse-dose
profile is the distance between two dose points measured in the transverse fall-off for
one side solely. The lateral penumbra between the 80 and 20% dose levels (LP80-20)
is a commonly used parameter for transverse profile as well as the 90 and 50% dose
levels (LP90-50). The treatment width is defined as the distance between two LP80-
20 widths (2 x LP80-20) from the 50 percent isodose levels of the transverse-beam
range” corresponds to the “average path length”, as defined in ICRU [78].
2DP80-20 is also sometimes called “distal dose fall-off (DDF)” [79]
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Figure 2.1: depth-dose profile of a pristine 235 MeV proton beam (above) and
depth dose profile for a modulated proton beam or SOBP (bottom). For both
representations, important longitudinal parameters for proton dosimetry are shown.
Adapted from [79].
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profile (see figure 2.2). The field homogeneity is usually evaluated within a restricted
area of the field size, e.g. within 90% of FS90 or the treatment width. The field
homogeneity can be calculated using the following formula:
Hl =
Max−Min
Max+Min
(2.2)
where Max and Min are respectively the maximum and minimum doses evaluated
in the field. Lateral symmetry (in percent) is defined as:
Sl =
D1 −D2
D1 +D2
(2.3)
where D1 and D2 are the integrated absorbed doses in each half of the field about the
central axis in the treatment width. A further parameter is the so-called Source-to-
Axis Distance (SAD) which corresponds to the distance from the isocenter3 at which
the beam is deviated from the central axis. For horizontal beam lines, it corresponds
in theory to the scanning magnets central position relatively to isocenter. For the
vertical and gantry beam lines equipped with a 90 degrees bending magnet after
the scanning magnet (more details available in chapter 3), both SADs are equal to
infinity as the beam is always parallel to the beam axis of propagation. Figure 2.2
summarizes the mentioned transverse parameters.
2.2 Physics of the proton pencil beam
From a classical point of view, the description of the interaction between particles
involves two basic parameters: the impact parameter b and the atomic radius a (see
figure 2.3-(A)). Roughly, the reciprocal relationship between a and b establishes
different interaction types. In particular, are defined [80]:
 soft collision for b >> a ;
 hard collision (or knock-on collision) for b ' a ;
 nuclear interaction for b << a.
In case of a soft collision, the entire electronic cloud of the target atom is interacting
with the Coulomb field of the incident particle, causing excitation or, more rarely,
ionization of the target atom [80]. For a hard collision a proton interacts with the
outer shells of the target atom as well as with inner shell electrons (see figure 2.3-
(B)). When inner-shell ionization occurs, this process might be followed by many
different processes such as the emission of energetic electrons (δ-ray) as well as
the emission of characteristic X-ray and a Auger electrons [80]. A hard collision
with the nuclei of the target atom is also possible (see figure 2.3-(C)). Eventually,
3The isocenter indicates the reference point of the room around which the beam delivery and PAS systems
(see chapter 3) are calibrated.
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Figure 2.2: example of a transverse-dose profile for a scanned proton beam. The
transverse parameters commonly exploited to characterize a scanned proton beam
irradiation are emphasized [79].
the condition b << a indicates mostly a nuclear interaction i.e. an interaction
with the nucleus of the atom4 (see figure 2.3-(D)). Each type of collision can be
classified as elastic or inelastic collision whether the kinetic energy involved during
the process is conserved or not. With respect to the nuclear interactions, it is possible
to further discriminate between non-elastic and inelastic collisions, depending if the
final nucleus is the same as the bombarded nucleus [81].
All the peculiarities and important advantages of a proton treatment compared to
a photon treatment, deeply rely on physical mechanisms by which a proton interacts
with an atom. The table 2.1 provides a summary of the most clinically relevant
physical interactions for protons related to their dosimetric manifestation discussed
so far [27].
Each of the listed physical processes leads to a specific clinical feature of the
pencil beam. To a first-order approximation, protons continuously lose kinetic en-
ergy via recurrent inelastic Coulomb interactions with atomic electrons [27]. This
approximation, referred to as Continuous Slowing-Down Approximation (CSDA), is
fully described by the Bethe-Bloch theory and it is presented in section 2.2.1. On
4These are the cases where the center-of-mass kinetic energy overcomes the Coulomb potential repulsion.
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Figure 2.3: illustration of proton interaction processes according to the classical
interpretation: (A) representation of a soft collision between an incident proton
and target atom where the impact parameter b and the classical atomic radius a are
displayed, (B) energy loss via inelastic Coulomb interactions for a hard collision, (C)
deflection of proton trajectory by repulsive Coulomb elastic scattering with nucleus
(hard collision), (D) removal of primary proton and creation of secondary particles
via non-elastic nuclear interaction (p: proton, e: electron, n: neutron, γ: gamma
rays). Adapted from [27].
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Table 2.1: list of most significant proton interactions related to specific dosimetric
manifestation [27].
contrary, the elastic collision with the nuclei5 does not exhibit a significant role in
the energy lost by the incident protons. However, nuclear elastic collisions have a
crucial effect on the propagation of the pencil beam in terms of lateral spread (see
section 2.2.2) as well as on the net primary fluence of the pencil beam, although in a
less relevant way (see section 2.2.3). Non-elastic nuclear interactions are usually less
frequent for protons at therapeutic energies as the cross section shows a maximum
around 10-50 MeV [73, 81]. Nevertheless, the probability that a primary proton
incurs a nuclear interaction shows a strictly increasing monotonic trend with the
beam energy6 (see figure 2.4).
2.2.1 Characterization of the energy loss
The energy loss rate of charged particles, is defined as the ratio between dE and dx,
where E is the mean energy loss and x is the depth. The first physically complete
theory to describe the so-called linear stopping power is attributed to Bohr in 1913
[82]. It is based on the classical approach, exploiting the impact parameter and
the momentum impulse of a stationary unbound electron [27]. It is frequently more
convenient to express the energy loss rate in terms of the mass stopping power,
measured in [MeV · cm2/g]:
S
ρ
= −1
ρ
(
dE
dx
)
(2.4)
5This term is still referring to a hard collision i.e. a scattering process between the incident proton and
the target nuclei.
6This would not be the case for a thin target where the increasing trend will depend on the range.
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Figure 2.4: probability of non-elastic nuclear interaction as a function of the range
[81].
Typically, the mass collision stopping power can be written as sum of three main
contributions:
S
ρ
= −1
ρ
[(
dE
dx
)
el
+
(
dE
dx
)
nuc
+
(
dE
dx
)
rad
]
(2.5)
where the term
(
dE
dx
)
el
indicates the loss per unit distance due to electromagnetic
interactions of the incident charged particle with the electrons of the target (elec-
tronic contribution), the term
(
dE
dx
)
nuc
corresponds to the loss due to the elastic
interactions with the target nuclei (nuclear contribution) and the term
(
dE
dx
)
rad
the
energy loss due to radiative phenomena (radiative contribution). For protons, the
electronic stopping power is the predominant contribution (see figure 2.5). The
contribution of the nuclear stopping power becomes important for heavier particles
than protons, depending on the incident energy7. Radiative energy loss can be ne-
glected for clinical energies where its contribution is even lower than elastic nuclear
interactions.
An accurate formula describing the electronic stopping power and accounting for
quantum mechanical effects, is attributed to Bethe [84] and Bloch [85]:(
−dE
dx
)
el
= 2pir2emec
2NAρ
Z
A
z2
β2
[
ln
(
2meγ
2v2Wmax
I2
)
− 2β2 − 2C
Z
− δ
]
(2.6)
where NA is the Avogadro’s number, re is the classical electron radius, me is the
mass of an electron, z is the charge of the projectile, Z is the atomic number of
7It is the relative speed between the speed of the incident particle and the speed of orbital electrons in
the target which establish the importance of the loss due to electromagnetic interaction with the nuclei.
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Figure 2.5: total stopping power for protons as a function of protons energy eval-
uated in water [83].
the absorbing material, A is the atomic weight of the absorbing material and I is
the mean excitation potential of the absorbing material. Equation 2.6 revels that
the absorber material strongly influences the energy loss rate by the mass density
contribution. The strong dependency on the material density ρ justifies the more
practical use of the mass stopping power, already introduced in the equation 2.4.
In case of compound materials, the additivity rule (or Bragg theory) is typically
applied. Formally:
a =
k
u
∑
i
ωi
Zi
Ai
(2.7)
where Zi and Ai represent the atomic and the mass number, respectively, of the i-th
element, ωi a weighting factor, u the atomic mass unit and k is a constant defined
as the following:
k =
4pie4
mec2
(2.8)
In the formula 2.6 are expressed also two corrections terms8: δ which represents the
density correction arising from the shielding of remote electrons by close electrons
which typically results in a reduction of energy loss at higher energies, and the term
2C/Z which represent the shell correction, important only for low energies where
the particle velocity is near the velocity of the atomic electrons [27]. The term Wmax
expresses the maximum energy transferred in a single impact or knock-on impact
and is given by:
8The correction terms are typically negligible at therapeutic energies.
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Wmax =
2mec
2γ2β2
1 + (meM )
2 + 2meM
√
1 + γ2β2
(2.9)
where, in the limit M  me can be written:
Wmax
Mme−→ 2mec2γ2β2 (2.10)
It is remarkable to observe in the equation 2.6 how the projectile’s characteristic
govern its energy loss rate [27]. In fact, the energy loss is proportional to the
inverse square of its velocity as well as the square of the ion charge while there is
no dependence of projectile’s mass [27]. Down to very low energies it is necessary
to replace the z term in the formula 2.6 by the effective charge z∗. The z∗ term
takes into consideration the mean redistribution of the charge and it depends on the
energy of the incident particle. It increases with the increase of the incident particle
speed in water according to Barkas’s formula [86, 87]:
z∗ = z(1− exp[−125βz−2/3]) (2.11)
Overall, the density of the distribution of the ionization induced by a light ion shows
a initial plateau at the entrance followed by a sharp increase (due to β2 decrease) to
then rapidly decrease to zero according to equation 2.11.
Another remarkable observation is that the I value can be extracted from pene-
tration depth measurements. Even though the I value has a non-negligible impact,
e.g. on particle range calculations, which varies in the millimeter range for different
recommended values, it is not well established for all materials. For water, different
values are stated in literature ranging from 75 eV to 80.8 eV [78].
The primary protons travel through the medium till they completely neutralize
at the end of their path. The final range depends only on the initial energy and on
the average energy loss rate in the medium. Therefore, it is possible to express the
mean path of a charged particle in the matter by the following approximation:
R(E0) =
∫ E0
0
(
dE
dx
)−1
dE (2.12)
Statistical fluctuations in the energy loss for every incident particles imply a spread in
the particles range. This phenomenon is responsible of the so-called range straggling,
which causes the widening of the Bragg peak depending on the depth (see figure 2.6).
Depending on the ion species, the range straggling changes approximately like the
inverse of the mass square root (in the tissue it is about 1% of the mean proton
range while only 0.3% in case of carbon ions [88]) which also explains why at the
same penetration depth, heavier ions show a narrowed Bragg peak.
2.2.2 Characterization of the beam spreading
From a classical perspective, a proton passing close to an atomic nucleus can deflect
its original trajectory due to elastic Coulomb interaction. In clinical practice, the
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Figure 2.6: example of the range straggling for protons. Energy deposition for five
representative clinical energies are calculated in water by GATE/Geant4 [56, 57,
63, 64] and plotted as a function of the residual range (see equation 2.1). It is
remarkable that the widening of the Bragg peak width increases due to the range
straggling phenomena and the maximum dose is reducing according to the formula
2.16 for a fix fluence.
elastic Coulomb scattering does not remarkably contribute to the energy loss which is
typically within 0.1% of the total energy loss [89]. However, this process is clinically
very important as it characterizes the lateral beam spread. If the number of Coulomb
scattering increases, e.g. the target material is thick enough, it is convenient to
consider the mean scattering angle resulting from many single scattering collisions.
Indeed, according to Molie`re theory [90], the Multiple Coulomb Scattering (MCS)
can be characterized as a consequence of several events of scattering with a deflection
from the incident direction due to small highly probable angles. If the probability of
having high deviations is neglected, the distribution due to the scattering of small
angles (less than 10°) is known to have a nearly Gaussian shape [91] with a single
scattering tail (core region [92]). Different formalism are available in literature
to characterize the standard deviation of the core distribution [91]. A common
definition is a later development of the Highland’s equation originally stated in [93]:
σθ[rad] = z
14.1[MeV]
pβc
√
∆x
Lrad
[
1 +
1
9
log10
( ∆x
Lrad
)]
(2.13)
where z is the charge, Lrad is the so-called radiation length
9 of the target mate-
rial and ∆x is the thickness of the absorber material. Large angle single scattering
9Defined as the distance in which the electron energy is reduced by a factor 1/e due to radiative loss.
Cette thèse est accessible à l'adresse : http://theses.insa-lyon.fr/publication/2019LYSEI002/these.pdf 
© [A. Elia], [2019], INSA Lyon, tous droits réservés
2. Basic concepts for proton therapy 19
Figure 2.7: representation of the dose regions for a proton pencil beam proposed in
[92].
events, although rare, cause distortion of a single tail Gaussian distribution, char-
acterizing the outer envelop of the core, so-called halo [92] (see figure 2.7). In order
to take into account this effect it is possible to exploit the Gauss-Rutherford ap-
proximation to correct the central Gaussian part [71] or trying to describe the beam
profile as sum of two (or more) Gaussian contributions [49, 94]:
F (r) =
(1− ω1)
2piσ21
exp
(−r2
2σ21
)
+
ω2
2piσ22
exp
(−r2
2σ22
)
+ ...+
ωn
2piσ2n
exp
(−r2
2σ2n
)
(2.14)
where r is the radial distance from the central beam axis and ωi ∈ [0, 1] represents
a weighting factor. It is difficult to identify a specific contribution to the halo dose
region as its characterization depends upon electromagnetic elastic as well as nuclear
elastic, nuclear inelastic and non-elastic scattering events [92]. The halo radius is
proved to be about one-third of the beam range [92] and even though it is a low
dose contribution spread over a large area, it may still lead to significant errors in
dose calculation (these aspects will be described in more detail in chapter 4).
With respect to the lateral spread briefly described in section 2.2.2, equation
2.13 provides a quick justification concerning three remarkable aspects:
the scattering angle increases significantly with the depth;
low energetic beams scatter more than high energy beams;
heavier ions scatter less than lighter ions.
In figure 2.8 are illustrated the cited behaviors.
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Figure 2.8: simulation of a proton and a carbon ion beam at different energies and
through different materials. The simulation is initialized for a fixed FWHM at the
source level and it shows the different lateral beam spread behavior as a function of
the depth [95].
2.2.3 Dosimetric influence of nuclear effects
To better understand how dosimetry is affected by physical mechanisms it is possible
to consider the following definition:
D =
∑
i
∫
E
Φi(E, x)(Si(E)/ρ)dE (2.15)
The term Φi(E, x) in the equation 2.15 represents the fluence of any charged particles
of species i for a mono-energetic beam imprinting on a material of density ρ. The
equation 2.15 is valid in charged-particle-equilibrium (CPE) conditions and it links
the energy lost in the medium by an ensemble of incident charged particles to the
absorbed dose by means of the mass stopping power i.e. (mostly) inelastic Coulomb
collisions. The fluence Φ(E, x) is characterized by nuclear reactions which affect the
initial fluence, according to:
Φ(E, x) = Φ0 exp[−Nσt(E)∆x] (2.16)
where Φ0 is the initial fluence, σt(E) is the total removal cross section for nuclear
reactions andN is the atomic density of the considered material of thickness ∆x. The
entire IDD is affected by this process as the primary protons are removed from the
Bragg peak and the energy is rather displaced in the plateau of the core or transferred
to the halo region. In water, the process leads to the production of the emission
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Figure 2.9: IDD for a proton beam of 160 MeV in water. The primary protons,
together with the secondaries protons, the alpha particles and the heavy secondaries
(A>4) account for the largest contribution on the deposited dose (>99.9%). The
remaining dose is shared between deuteron, helium-3 and triton [96].
of secondary particles such as protons (which represent the biggest contribution, up
to 10% depending on the energy [96]), deuterons, tritons, alpha particles or heavier
ions (see figure 2.9). The secondary particles are mostly forward emitted respect
the direction of the primaries which cause the so-called build-up effect in the plateau
region [96]. Noteworthy, nuclear interactions within the patient are responsible of
the production of neutral particles (mostly neutrons) which characterize the aura
region of the dose distribution (see figure 2.7). Nuclear interaction with the passive
elements as well as typical treatment head components, presented in chapter 3,
also contributes to characterization of the aura region which therefore may vary
depending on the treatment head design.
2.2.4 Beam quality and LET
For protons, the residual range can be used as a beam quality index, according to
TRS-398 [77] and ICRU-78 [75] even though this may not be sufficient to correlate
fully with spectra information [7]. From a physics point of view, the beam quality
index is used in reference dosimetry protocols (see section 2.4). From a biological
point of view, the beam quality (or radiation quality) is related to the effectiveness
of an irradiation assessed in terms of a wanted effect. The reasons why different
radiation qualities may obtain different responses by the tissue rely on the concept of
the ionization density [97]. The ionization track of different incident radiations (see
figure 2.10) changes depending on the quality of the radiation itself. The quantity
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Figure 2.10: on the left, ionization density tracks from a low-LET (a-left) parti-
cles and a high-LET particles (b-left). On the right, the ionization density track
compared to a DNA chain [98].
Linear Energy Transfer (LET) characterizes this idea. The LET is often expressed
in [MeV/mm] (or keV/µm) and it is defined as:
L∆ =
(
dE
dl
)
∆
(2.17)
where dE is the mean energy loss due to collisions with energy transfer less than some
specified value ∆ and dl is the distance traversed by the particle. In other words,
LET is an expression of the so-called restricted stopping power i.e. the energy locally
imparted by collisions from a charged particle among the path without considering
the secondary electrons with energy (expressed in eV) bigger than ∆. Practically,
equation 2.17 does not differ from equation 2.6. On the other hand, the dependency
on the terms z2 explains the connection between the amount of the ionization along
the track and the LET value for a particular radiation quality. The table 2.2 reports
some LET values for different incident charged particles at different depth and it
numerically describes this concept. For instance, looking at table 2.2 it is possible
to notice LET values less than 15 keV/µm for carbon ions at depth of about 15
cm in water. On the other hand, looking at the last 30 mm of the path in water,
the LET is increasing up to 112 keV/µm. The reason why a LET value higher
than 20 keV/µm can be so effective in terms of microbiological damage is related
to the mean energy deposited to the tissue (about 100-200 eV) within a volume
comparable to the size of a strand of human DNA (about 2.5 nm in diameter) which
causes about 4-5 ionizations (see figure 2.10) [99]. On the other hand, increasing too
much the ionization per unit length does not necessarily increase the effectiveness
of the radiation damage. This is the case of the region above 150 KeV/µm where
the ratio dRBE/dLET becomes negative (see figure 2.12), resulting in the so-called
overkill.
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Table 2.2: some LET values in function of the depth at different energies for 7
nuclear species [99].
2.3 Radiobiological aspects
A radiation therapy treatment aims to the death10 of the tumor cells which can be
induced if the DNA incurs enough damages. As the DNA molecule is crucial for the
cell survival, a complex repair mechanism is in place. The cell repair capability can
be expressed in terms of the ratio between the α coefficient and the β coefficient
which appear in the following linear-quadratic expression [98]:
F (d) = exp[−αd− βd2] (2.18)
The formula 2.18 expresses the fraction of the surviving cells after an irradiation
of a given dose d and it links the delivered dose to the observed biological effect.
Often, no specific information on the absolute values of α and β for the tissue under
consideration is available. However, the sensitivity to the radiation of the tissue
under consideration can be described by the α/β ratio [97]. By mean of the α/β
ratio, the same clinical effect as with 2 Gy per fraction, considered as the “reference”
scheme fractionation, can be retrieved for a non-conventional fractionation [97]. A
weighting factor, defined from the ratio between the test fractionation scheme d′ and
the “reference” fractionation scheme d, can be derived from the following equation:
D[1 + d/(α/β)] = D′[1 + d′/(α/β)] (2.19)
where D and D′ are the total doses in the two fractionation scheme, respectively
[97]. In the absence of more specific information, common values considered for the
α/β ratio are 10 and 3 Gy for early and late responding tissues, respectively [97].
The importance of introducing a fractionation scheme is demonstrated for radiation
10Intended also as clonogenic death.
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Figure 2.11: proportion of surviving cells as a function of the absorbed dose.
Single (dashed line) and fractionated (continued line) doses are shown for low LET
radiation (photons) and high LET radiation (ions) [97].
at low LET while the effect is much smaller for high LET irradiation (see figure
2.11) [97].
In general, we can distinguish three main types of damage to the DNA molecule:
Single Strand Breaks type (SSB), easily reparable, Double Strand Breaks type
(DSB), reparable in probability terms, and complex damages also known as multiple-
clustered damages which lead to cell death with very high probability. The DNA
damage can be directly induced or indirectly induced, meaning that the damage is
induced by a chemical reaction between the DNA molecule and the free radical pro-
duced by the H2O radiolysis [100]. Typically, high-LET (carbon ions) radiation is
classified as directly ionizing radiation, meaning that DNA damages are directly in-
duced. On contrary, low-LET radiations (photons, protons) induce indirect damages
since they mostly exploit the H2O radiolysis.
In order to better understand how physical information is connected to radio-
biological response such as the cells death, important parameters such as the Rela-
tive Biological Effectiveness (RBE) and the Oxygen Enhancement Ratio (OER) are
introduced.
2.3.1 Relative Biological Effectiveness
For historical reasons, the conventional radiation therapy represents in some extent
a reference for particle therapy. On the other hand, a direct comparison in radio-
biological terms between ions and photons would be possible only taking into account
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Figure 2.12: the RBE and the OER plotted as a function of the LET. Based on
fast-neutron data from [102].
the different radio-biological response for a certain absorbed dose. This connection
is typically complex and, even for single biological system or effect, it depends on
several factors such as the fractionation scheme, the radiation quality and the level
of oxygenation and temperature of the irradiated tissue [97]. Therefore, weighting
factors are introduced to account for the different elements which may lead to the
same biological effect of the tissue under consideration.
In clinical practice, it is recommended to report the prescribed RBE-weighted
absorbed dose, still expressed in Gy, rather than the physical absorbed dose. The
RBE concept is commonly used to quantify differences in biological effectiveness
of different radiation qualities and it is defined as a ratio, between the “reference”
absorbed dose Dγ (typically
60Co [101]) divided by the dose D of the intended
irradiation which results in the same biological effect:
RBE =
Dγ
D
(2.20)
The RBE is influenced by many parameters as for example the LET (see figure 2.12).
This dependency is rather important as it increases the effectiveness of the radiation
at the very distal part of the SOBP (for protons, RBE up to 1.7 in the distal fall-off)
[103] keeping at the same time a rather modest effectiveness in the proximal part
of the dose distribution. In clinical practice, recommendations provided by ICRU
and IAEA reports are usually followed and a constant value of 1.1 is applied entirely
over the SOBP for proton irradiation [75, 97, 104]. On the contrary, the situation
is particularly complex for ion beams as the RBE has a strong dependence in the
position within the treatment beam [97]. Specific biological models are needed to
characterize the biological response of the cells in case of ion radiation [98, 105,
106, 107, 108, 109]. In such a case, RBE values vary between 1.06 and 1.32 for the
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entrance region (LET = 13.3 keV/µm) and 2.00 and 3.01 for the Bragg peak region
(LET = 77 keV/µm) [110].
2.3.2 Oxygen Enhancement Ratio
The oxygen level in the tissue is an important parameter which affects the biological
response of tissue. In hypoxia condition, i.e. oxygen level low, the biological system
is much less sensitive to low-LET irradiation compared to the situation when the
oxygen level is higher (anoxia condition). Indeed, concentration of oxygen directly
influences the production of free radicals, typically very reactive with DNA chains
[100]. In other words, the higher the amount of oxygen in the tissue, the higher
the number of DNA damages achievable. This explains why the re-oxygenation
of the tumor cell is particularly important in case of indirectly ionizing radiation.
The property of enhanced efficiency of the radiation depending on the amount of
oxygen present in the tumor is know as oxygen effect. Monitoring the oxygen level
in the tissue, allows to limit the required amount of dose to produce a wanted
radiobiological effect. The ratio between the required dose for a known biological
effect in hypoxia condition and the dose required to produce the same effect in anoxia
condition defines the so-called Oxygen Enhancement Ratio (OER).
Considering low-LET radiations, hypoxic cells are about 2-3 times more resistant
compared to the well oxygenated cells [97, 100] and even a low percentage of them
can make the tumor resistant to radiation therapy (radio-resistant tumor) [97] On
the other hand, the OER reduces when the LET increases (see figure 2.12) meaning
that the radio-resistant tumors are better controlled by treatments with high LET
radiation.
2.4 Proton dosimetry formalism
Common practice in proton dosimetry as well as in photon and electron dosimetry,
is to calibrate the ionization chambers (IC) in standard laboratory with a reference
beam quality. Since the IC is always used in a measurement which deviates from the
reference, proper correction terms must be taken into account. Typical corrections
are due to the temperature, the air pressure, the polarity and the recombination
effect as well as factors related to the radiation quality. In more specific terms, the
absorbed dose DW,Q, measured at the reference position zref can then be expressed
as [77]:
DW,Q(zref ) = MQNW,Q0kQ,Q0 (2.21)
where MQ is reading of the measurement corrected for quantities independent from
the radiation quality. More precisely, this term can be explicitly written as:
MQ = M
′
Q
∏
i
ki (2.22)
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where with ki is indicating any general correction due to the different conditions
from the calibration under reference conditions in the standards laboratory. Typical
corrections in this respect are [77]:
 kT,P factor to correct the response of an IC according to the temperature and
pressure deviations from the temperature and pressure values of the IC in the
standards laboratory;
 ksat factor to correct the response of an IC for the lack of complete charge
collection due to ion recombination;
 kpol factor to correct the response of an IC for the effect of a change in polarity
of the polarizing voltage applied to the chamber;
 kleak factor to correct for leakage currents;
 ks factor to correct for the stem effect;
 kh factor to correct the response of an ionization chamber for the effect of
humidity if the chamber calibration factor is referred to dry air.
The term NW,Q0 in the formula 2.21 represents the calibration factor established in
a standard laboratory with a radiation of quality Q0 while the term kQ,Q0 takes into
consideration the irradiation of quality Q, different from the Q0 used for calibration.
One approach to determine the kQ,Q0 factor is to measure it directly [111, 112].
Whenever this approach it is not possible, it is necessary to estimate the kQ,Q0
factor by either analytical or numerical methods. Indeed, the kQ,Q0 factor can be
analytically expressed as [77]:
kQ,Q0 =
(S
W
air)Q(Wair)Q
(S
W
air)Q0(Wair)Q0
pQ,Q0 (2.23)
where S
W
air indicate the mean stopping power ratio between water and air, according
to the Spencer-Attix theory [113] while the term Wair describes the mean energy
lost to create a pair of charges in air. The term pQ,Q0 in the formula 2.23 describes
the perturbation factor due to the detector itself [77, 114]:
pQ,Q0 =
pQ
pQ0
=
[pcav · pcel · pdis · pwall]Q
[pcav · pcel · pdis · pwall]Q0
(2.24)
every pi term takes into account specific perturbations induced by the particular IC
used for the measurement [77]:
 pcav includes the correction due to the response of an IC for effects related to
the air cavity. In particular, this term takes into consideration the electron
fluence in the cavity which is different from that in the medium in the absence
of the cavity [77];
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 pcel includes the correction for the effect of the central electrode during in-
phantom measurements in high-energy photon (including 60Co), electron and
proton beams [77];
 pdis includes the correction for replacing a volume of water with the detector
cavity when the reference point of the chamber is taken to be at the chamber
centre. It is the alternative to the use of an effective point of measurement of
the chamber, Peff . For plane parallel ionization chambers this correction is
not required [77];
 pwall includes the correction due to the response of an IC for the non-medium
equivalence of the chamber wall and any waterproofing material [77].
With respect to the peff factor, which indicates the effective point of measurement
of an IC, it is important to remark that for a radiation beam incident from one
direction, peff is shifted from the position of the centre towards the source. The
applied distance depends on the type of beam and chamber [77]. For instance, for
plane-parallel ionization chambers peff is usually assumed to be situated in the
centre of the front surface of the air cavity [77].
2.5 Conclusions
The basic physical and biological concepts for the light ion beam therapy as well as
common terminology used in clinical practice have been presented. The Bethe-Bloch
theory describes the energy lost by the protons traveling through the medium. The
dependency of the stopping power to basic physical quantities such as the electric
charge of an ion as well as the speed of the ion, explains the general shape the depth
dose profile and the generation of the Bragg peak. The Molie`re theory instead,
gives a mathematical description of the MCS which is responsible of the widening of
the beam in depth and it characterizes the scattering of the lateral penumbra. For
proton irradiation, the higher ionization density (or higher LET values) compared
to photons, provides a justification of higher RBE values. For protons, the RBE is
commonly fixed at 1.1 over the entire SOBP, according to clinical recommendations.
Despite the weighting factor of 1.1 is often subject of discussion in the scientific
community, it is clinically used in the majority of centres in the USA and Europe
[97]. More complicated approaches must be faced for ion therapy in general, where
it is necessary to exploit a biological model to characterize the complicated response
of the cells to radiation. Noteworthy, high LET radiation shows low OER values,
which justifies the rationale of ion therapy applied to radio-resistant tumors. The
formalism for proton dosimetry does not differ considerably from the formalism
applied to conventional radiation therapy. However, it is important to retrieve and
to apply consistent correction factors in order to take into account the different beam
quality as well as perturbations in the measurements introduced by the detector.
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CHAPTER 3
The MedAustron Ion Therapy Center
The MedAustron Ion Therapy Center (MedAustron), built in Wiener Neustadt (Aus-
tria), started its clinical operations in December 2016. The aim of the facility is not
only to treat cancer but also to perform advanced research studies in particle ther-
apy. It is designed as a dual-particle facility, meaning that both proton and carbon
ion irradiation are available for clinical treatments. As of July 2018, about 25 pa-
tients per day are treated with protons while the commissioning activities for the
carbon beam are conducted. A total of about 1200 patients treated per year should
be reached at full clinical operations [115].
The MedAustron project is based on the European experience of other dual facil-
ities. At the time of writing this manuscript, only 4 dual-facilities are currently oper-
ating in Europe: the Heidelberg Ionenstrahl Therapiezentrum (HIT) (Germany), the
Marburg Ionenenstrahl Therapiezentrum (MIT) (Germany), the Centro Nazionale di
Adroterapia Oncologica (CNAO) in Pavia (Italy) and MedAustron. In this chapter
a technical overview of the MedAustron facility is given.
3.1 The MedAustron Particle Therapy System
The MedAustron Particle Therapy System (MAPTS) is the medical integrated sys-
tem of the entire facility. It is composed by several sub-system which act indepen-
dently and in a synchronized matter. A detailed description of the MAPTS is out of
the scope of this work but it is worth to mention important components such as the
MedAustron Particle Accelerator (MAPTA), including the Dose Delivery System
(DDS) and the Patient Alignment System (PAS) with major emphasis to the beam
delivery part (section 3.1.1).
29
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Figure 3.1: layout of the MedAustron Ion Therapy Center [115] including the four
irradiation rooms.
The MAPTS supplies in total four irradiation rooms (IR). Three rooms (IR2
- IR4) are dedicated to patient treatments and one (IR1) to non-clinical research
(NCR) where protons up to 800 MeV can be delivered (see figure 3.1). Both protons
and carbon ions are deliverable in every room except for IR4 as it is equipped with
a proton gantry1. IR3 is supplied by a horizontal beam line solely while in IR2 a
vertical beam line is available in addition.
Noteworthy, a unique PAS developed within a cooperation between MedAustron,
Buck Engineering and Consulting GmbH in Reutlingen (Germany) and medPhoton
GmbH in Salzburg (Austria), is installed in each of the IR. The PAS consists of
a ceiling-mounted robot equipped with table mounted imaging ring system made
of an X-ray source (60-120 kV) and a flat panel detector (see figure 3.2). A large
variety of couch movements are allowed at 7 degrees of freedom. An additional
translation is offered by the linear axis which facilitates the movement of the patient
towards the treatment head, at reduced air gap. The imaging system mounted
directly on the couch permits an on-line imaging registration for the fine tuning of
the patient positioning [116]. The non-isocentric treatment technique is routinely
used at MedAustron and it has to be carefully performed as the PAS accuracy may
1The gantry has been developed in collaboration with the Paul Scherrer Institut (PSI) in Villigen
(Switzerland).
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Figure 3.2: picture of the ceiling-mounted robot used at MedAustron . An indepen-
dently movable X-ray source and a flat panel detector (imaging ring) are mounted
directly on the couch. The imaging ring system allows patient imaging before the
irradiation for imaging registration purposes. The linear array which allows for
translation movements is emphasized.
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Figure 3.3: sketch of the active technique used at MedAustron for proton scanned
treatments [118].
be reduced away from the isocenter. Further, as moving the patient away from the
isocenter is not an usual clinical practice, it requires additional commissioning work2.
On the other hand, non-isocentric treatments improve the dosimetric accuracy if the
range shifter is used (more details are presented in chapter 4).
Last but not least, the package open-radART covers part of the software com-
ponent of the MAPTS, providing the user interface medical-wise. It is composed by
several routines which provide different functionalities. For instance, it handles pa-
tient data via the Oncology Information System (OIS) and the Patient Study Record
(PSR), it interprets the DICOM prescription provided by the Treatment Planning
System (TPS), it defines treatment steps (patient movement, imaging acquisition,
passive elements movement, irradiation, etc.. ) via the Treatment Operation Edi-
tor (TOED), it reads the instructions provided by the TOED and it consequently
interacts with the PAS as well as the MAPTA.
3.1.1 The Beam Delivery System
The Beam Delivery System (BDS) consists of two main parts: a synchrotron-based
system inspired by the PIMMS design [117] and the treatment head. Treatments are
delivered using the quasi-discrete spot scanning technique, implemented for dynamic
beam delivery [75]. The tumor is subdivided into slices i.e. regions of the tumor
volume reached by particles of the same energy (energy layer). Each slice is then
scanned over the transverse plane to the beam direction (see figure 3.3).
In the clinical rooms, proton beams are available at 255 different energies in
a range between 62.4 and 252.7 MeV (range in water from 3 to 38 cm with 1 mm
steps till 18.8 cm and 2 mm steps otherwise) [119]. Out of the 255 available energies,
subsets of regularly spaced energies are used depending on the requirements:
2The non-isocentrics positions need to be commissioned as well as the isocentric position. Increasing
the degree of freedom for patient positioning results in additional commissioning work, meaning that every
measurement performed at isocentric position needs to be repeated for every non-isocentric position.
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Table 3.1: summary of the sub-categories for the energies deliverable by the BDS. In
total, 255 energies are available in order to provide ranges in water between 3 cm and
18.8 cm with 1 mm steps and with 2 mm steps between 18.8 cm and 38 cm. Out of
the 255 available energies, subsets of regularly spaced energies were used depending
on the requirements: 20 major energies, 5 key energies, 9 calibration energies and 4
verification energies.
20 major energies used for accelerator tuning, baseline data acquisition and
TPS beam modeling;
5 key energies as representative set of the 255 for any baseline data measure-
ment;
9 calibration energies used for DDS and TPS calibration;
4 verification energies to verify the beam model with RaShi.
The presented classification is summarized in detailed in table 3.1. Some of the
most important BDS parameters are also summarized in table 3.2. As already
mentioned, the BDS is designed in such a way that heavier particles than proton
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Parameter Value
Particles available p, C6
Particles foreseen He2+, Li3+, Be4+, B5+, O8+
Energy range
60 - 250 MeV for p
120 - 400 MeV/u per C6+
Carbon Range 3 - 27 g/cm2
Proton range 3 - 38 g/cm2
Dose rate 2 Gy/min per liter of H2O
Particles per spill
1010 for p
4× 108 for C6+
aisocenter measurements
Table 3.2: main BDS specification.
can be also accelerated and delivered. Currently, the facility is approaching the
commissioning phase for carbon ions in a range from 120 to 400 MeV/u (from 3 to
27 cm in water) [115] and potentially He2+ Li3+ Be4+ B5+ as well as oxygen ions
could also be taken in consideration in future.
The MedAustron Particle Therapy Accelerator
The MedAustron Particle Therapy Accelerator (MAPTA) can be summarized into
the following parts (see figure 3.4):
 the ion sources
 the Low Energy Beam Transfer (LEBT) line
 the linear accelerator (LINAC)
 the Medium Energy beam Transfer (MEBT) line
 the synchrotron
 the High Energy Beam Transport (HEBT) line.
For the production of protons, MedAustron uses one of the three Electron Cyclotron
Resonance (ECR) sources that can provide in principle different types of particles
by simply changing the gas and the setting of some parameters, such as the power of
the radio frequency (RF) or the electrodes extraction potential. From the sources,
the beam is transported towards a Radio Frequency Quadrupole (RFQ) from the
LEBT line. At the end of the LEBT, a fast electrostatic deflector allows only a
pulse of beam (typically 30 us) to enter the RFQ. The beam energy is 8 keV/u after
the sources and 400 keV/u after the RFQ. After the LEBT the beam is injected
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Figure 3.4: scheme of the MAPTA and its beam transport lines.
into the RFQ cavity. Here the beam is longitudinally accelerated and transversely
adjusted in order to “bunch the beam” (bunching process) for injection into the
LINAC. The energy achieved after the LINAC is 7 MeV per nucleon. Eventually
the particles are sent against a stripping sheet that converts molecules H+3 into
protons or 12C4+ to 12C6+. The ions H+3 and C
4+
6 have the same charge to mass
ratio, which implies the same settings for the LINAC and the beam line before the
stripping foil. In order to avoid temperature variations and thus drift of resonance
frequencies of the LINAC, it is necessary to keep it in operation even when no beam
is accelerated. The LEBT fast deflector allows the beam to pass only once the
synchrotron is ready (5 Hz frequency of synchronization). The MEBT is the next
line and transports the beam from the stripping sheet to the synchrotron. Before
entering to the synchrotron a degrader (a metal plate with holes of different sizes)
might be inserted in order to reduce the transmission. In particular four degrader
settings are available: 100%, 50%, 20%, and 10% transmission, corresponding to
0%, 50% 80% and 90% of beam intensity degradation respectively. With MAPTA
in clinical mode, only commissioned degraders can be applied3.
In the synchrotron-ring (approximately 25 m in diameter) the protons are ac-
celerated from 7 MeV/u up to about 250 MeV/u . The particles circulate inside a
high vacuum chamber and are kept within a quasi-circular trajectory by means of 16
dipoles whose task is to partially deflect the particles from their trajectory (see fig-
ure 3.5) . The ring is also equipped with correcting magnets including quadrupoles
and sextupoles, which are responsible for the beam focusing, defocusing or correct
higher order chromatic effects. The actual acceleration is achieved by a RF cavity
while the extraction is driven by a betatron and a specific optic setting. A single
3Currently, 20 and 10% for the horizzontal beam line and 20% solely for the vertical beam line.
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Figure 3.5: picture of some of the MAPTA components taken at the beam extraction
section. It is possible to see part of the synchrotron (left side) and of the HEBT (right
side). The dipoles and quadrupoles are colored in green and orange respectively.
synchrotron cycle, consisting of injection, acceleration, extraction time (spill time,
typically 5 s) and time to return to initial conditions, lasts about 10 seconds at
regular intervals.
The extraction from the synchrotron is performed spill by spill by means of the
so-called slow extraction method [117] and the particles are then guided towards the
IR through the HEBT. In the HEBT there are several beam diagnostic instruments,
such as Scintillating Fibers Harps (SFX). Noteworthy is the magnetic chopper con-
sisting of 4 magnets in-charge of interrupting the beam transport in case of interlock.
The four chopper magnets are powered in series and polarized in order to bypass a
dump, allowing the irradiation in the room only when they are turned on. If the
magnets are turned off, the beam will not be diverted and will stop completely on
a dump. The response time of the chopper is less than 300 µs.
The treatment head
To ensure patient safety as well as to perform an online-treatment beam diagnosis,
each of the four beam lines is equipped with two dose-monitoring systems: the Dose
Delivery System (DDS) and an Independent Termination System (ITS). The DDS
used at MedAustron is based on the CNAO design [120] and it contains several
beam monitors which are dynamically monitoring and controlling different beam
parameters such as the beam position, the beam spot size and the number of particles
released for each spot. A schematic overview of the entire treatment head design is
shown in figure 3.6. Even though the ITS and DDS are two completely independent
systems the DDS is divided into two independent parts, BOX1 and BOX2 [121]. In
case of error, e.g. high discrepancies between the counts of the integral chambers
or beam position errors greater than 2.3 mm, the DDS triggers an interlock to the
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Figure 3.6: schematic illustration of the MedAustron treatment head (nozzle). It
contains a double foil vacuum window, the Independent Termination System (ITS)
box, Dose Delivery System (DDS) boxes, and the nozzle exit window. The passive
elements, two Ripple Filters (RiFis) and the Range Shifter (RaShi) are also shown.
security system that activates the magnetic chopper.
Specific magnets so-called scanning magnets, move continuously the beam from
spot to spot over every single slice (quasi-discrete scanning) with a speed which is
beam energy dependent (370 m/s at maximum for protons at 62.4 MeV) and with
a precision of mostly better than 1 mm. As soon as the entire slice is irradiated,
the energy of the particles is decreasing in order to move to the next proximal
slice. Unlike the passive technique where scatters and compensators are interspersed
between the nozzle and the patient, the active technique avoids exposing the patient
to unwanted doses due to the secondary spectra.
The passive elements such as Ripple Filters (RiFi) and Range Shifter (RaShi)
are directly integrated into the treatment head design (see figure 3.7). The first are
polymethyl methacrylate (PMMA) slabs that have triangular section slats of 2.0
mm thick [122]. Generally, for carbon ions, two RiFis are used orthogonal to the
other in order to obtain a grid that shapes the Bragg peak increasing the Bragg
peak width. For protons this is not necessary in general even though there might
be situations where one RiFi is used. The RaShi is used both for carbon ion and for
proton irradiation in case the target is located to very shallow depths, not reachable
at the minimum energy.
3.2 The treatment planning system
A Treatment Planning System (TPS) is commonly used in clinical practice to cal-
culate different dose configurations under specific constraints. The operating TPS
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Figure 3.7: picture of the MedAustron passive elements (RiFi (a) and RaShi (b)).
The passive elements are mounted in the treatment head (nozzle) in each of the beam
line and are moved either in or out automatically by the RTSS whether required.
at MedAustron is RayStation4 (RS) (RaySearch Laboratories, Stockholm, Sweden)
which can provide a proton and carbon ions treatment plan with active scanning
delivery (pencil beam scanning or PBS). RS supports different dose calculation en-
gines but two in particular are of interest for the scope of this work: the pencil
beam algorithm and the MC-based dose engine. The former, is extensively used in
proton dose calculation [49, 48, 94, 123, 124, 125, 126, 127, 128] while the latter is
implemented by the RaySearch Laboratories5 to offer a higher accuracy approach
to the user, despite a higher computational time [128]. The two dose engines are
characterized by important similarities as well as substantial differences. For in-
stance, both methods share the material characterization and the basic beam data
for the beam model characterization6. Moreover, both algorithms compute on the
fly the energy loss according to a simplified version of the equation 2.6 while the
energy straggling is modeled as a Gaussian distribution (Bohr approximation) [128].
To better understand the differences, it is important to analyze the approximations
which are applied by the two algorithms in order to describe the physics of the pro-
ton pencil beam. More details are presented for the pencil beam algorithm and for
4Version 6.1 was considered for this manuscript.
5As already mentioned in chapter 1, most of the commercial TPSs available nowadays offer alternative
MC algorithms for treatment planning due to higher accuracy achievable compare to the standard pencil
beam algorithm. However, although the basic idea is common to all the systems, the specific implementation
might differ very much from vendor to vendor and it is not always easily accessible.
6The dose calculation performed by the TPS relies on the parameters provided by the beam model. For
instance, the effective energy spectrum and the phase space characterization.
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the MC dose engine in section 3.2.1 and 3.2.2, respectively.
3.2.1 The pencil beam algorithm
In the pencil beam method, the proton fluence is subdivided into a “large number
of closely spaced mini-beam” [128], referred to as pencil beam. The phase space pa-
rameters are transported along the central axis of each of the pencil beam accounting
for the energy loss, the MCS and the non-elastic nuclear scattering [128]. The en-
ergy loss is computed dynamically according to the formula 2.6 without correction
terms considered and with a different formalism [128]. The energy loss in compound
is computed according to the elemental composition (additivity rule), presented in
section 2.2.1. Together with the Molie`re’s description for the MCS, the energy loss
provided by the Bethe-Bloch formulation implies the transport of the core for the
pencil beam [92, 128, 129]. In this framework, the pencil beam algorithm incurs into
lower accuracy in dose prediction whenever the core of the pencil beam deviates
from a Gaussian distribution. This is usually the case when the elastic scattering
at large angle as well as non-elastic nuclear interactions are taken into considera-
tion. To better account for the halo region contribution, RS uses a second Gaussian
approach where the standard deviation is evaluated as:
σ2 = (σNScorr)
2 + (σMCS)2 (3.1)
where σNScorr is the standard deviation of the Gaussian fit used for non-elastic nuclear
scattering events based on look up tables [49] and experimentally corrected [128]
while σMCS represents the standard deviation of the Gaussian fit applied to the
core distribution (see equation 2.13). With this technique, the pencil beam algo-
rithm satisfied the required 5% of acceptance level in absolute dose down to the
FS of 4x4 cm2 [128]. However, as the PB algorithm is neglecting the lateral inho-
mogeneities within the area of the spot fluence, the technique might suffers from
reduced accuracy. A partial solution to this problem, is to divide the spot into a
finite number of sub-spots [128]. Nevertheless, the 5% of tolerance level might be
exceeded depending of the magnitude of the air gap7, the presence of a RaShi, the
angle of incidence for the pencil beam and shallowness of the target [128, 130].
Finally, the dose for each voxel is evaluated by summing up all the dose contribu-
tion for each j-th spot and for each e-th energy layer as described from the following
equation [128]:
D(x, y, z) =
∑
e
∑
j
Ke(E)wejdej(x, y, z) (3.2)
where Ke(E) is the energy dependent dose monitor calibration in number of pro-
tons, wej represent the meterset weight for j-th spot at the e-th layer and the term
7Intended as the distance between the nozzle exit window and the surface of the water phantom.
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dej(x, y, z) is defined as:
dej(x, y, z) =
N∑
k=1
(wkΦ
MCS
ejk IDDejk) + Φ
NS
ej IDDej (3.3)
where k is the index running on the number of sub-spot, ΦMCSejk and Φ
NS
ejk is the
fluence evaluated by Gaussian fit for MCS and non-elastic scattering events respec-
tively. In particular, the standard deviations for the MCS and non-elastic scattering
events are given by the Fermi-Eyges formalism with Rossi scatter power [128]. The
IDD term represents the integrated depth dose determined from superposition of
MC pre-calculated mono-energetic IDDs [128].
3.2.2 The Monte Carlo dose engine
The MC dose engine implemented in RS is not supported by any common MC
toolkit [128] and it simulates the transport of the particles through the medium by
the mechanism of the so-called random hinge method8 [128]. Despite higher compu-
tational time, the transports take into account the energy loss, the energy straggling
phenomenon, the MCS and the non-elastic nuclear interaction in a more accurate
way compare to the pencil beam algorithm. However, the MC dose engine is opti-
mized for clinical application, therefore particular effort is taken to enhance speed
performances. As a consequence, considerable approximations are applied. For in-
stance, a detailed transport is considered for primary and secondary protons solely,
while for heavy secondaries (deuterons and alpha particles) only the energy loss in
CSDA approximation is simulated. Further, no neutral particles as well as δ-ray are
directly transported but considered in the energy balanced solely [128]. Finally, the
energy loss and the non-elastic scattering is computed at every transversal voxel of
the dose grid, while the MCS and the energy straggling phenomenon are evaluated
per each random hinge till a minimum energy of 30.7 MeV is reached [128].
3.3 GATE and its role at MedAustron
As already introduced in section 1.3, an Independent Dose Calculations (IDC) be-
comes a necessary tool for all those cases where it is important to perform accurate
dose calculation and it is highly recommended in clinical practice. The MC dose
engine implemented in the TPS offers a valid alternative to the fast pencil beam
algorithm and it can partially overcome many of the limitations presented in sec-
tion 3.2.1. However, although the MC dose engine uses a different algorithm for
dose calculation, it exploits the same beam model and some of the parametrizations
as well as approximations. Therefore, a complete independent dose calculation en-
gine which independently provides accurate dose calculation is still desirable and
recommended in clinical practice.
8For a detailed description of the random hinge method the reader can refer to [128]
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At MedAustron, the Geant4 Application for Emission Tomography (GATE) code
has been selected as independent MC dose calculation tool. The tracking of a pre-
defined number of particles (or histories) is repeated thousands of times according
to the central limit theorem. The energy deposited by each particle is evaluated in
each voxel in the user defined geometry, based on CT input, directly imported in
the simulation. In this approach the best knowledge in terms of physics is available
to the user which, on the other hand, must be aware about the accuracy limita-
tions involved, as already presented in section 1.2. GATE offers a set of scripted
commands to facilitate the access to the different capabilities of Geant4, which is
the calculation engine. It is completely open source and is developed and main-
tained by the international OpenGate collaboration9. GATE is suitable for a large
number of applications [63] and it represents a potential IDC for proton therapy as
extensively discussed during a prior PhD project [73]. A specific source type dedi-
cated to the scanned ion beam beam delivery technique is available in GATE and
successfully implemented for a cyclotron-based proton facility [73]. Nevertheless, a
specific characterization of the physical properties of the pencil beam still remains
an unavoidable process which depends on the particular features of the delivery sys-
tem. These aspects are a crucial part in the context of the presented work and they
will be discussed in detail in chapter 4. Finally, a well benckmarked MC system
built in-house can potentially save beam time for specific experiments as well as al-
lows study of peculiar situations which are not experimentally feasible otherwise [8].
For instance, at MedAustron, GATE provides support to the medical physics group
concerning the evaluation of IDD correction factors, the spot size prediction for the
therapy accelerator group and the calibration in number of particles of the beam
monitors unit of the treatment head. Noteworthy, at the time of writing, GATE is
approaching its validation phase as supporting tool for the patient specific quality
assurance (PSQA) protocols at MedAustron, as presented in detail in chapter 5.
3.4 Conclusions
The MedAustron Ion Therapy Center successfully concluded its commissioning
phase of the first proton clinical room (IR3) in 2016. In the same year, the fa-
cility started its clinical activities and by the end of 2017 about 100 patients were
treated. In this chapter, the MATPS has been presented as well as a description
of the acceleration processes through the different components of the beam line. A
detailed description of the treatment head has been given. The main dose calcu-
lation engines used by the TPS at MedAustron were introduced. Two algorithms
have been presented: the pencil beam algorithm and the MC-based dose algorithm.
The latter, although characterized by higher accuracy compared to the pencil beam
algorithm, shares several input parameters as well as basic beam data for the char-
acterization of the beam model. An independent MC based tool can provide an
9http://www.opengatecollaboration.org/
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independent validation of the dose calculation performed by the TPS. GATE has
been shown as potential candidate for IDC. However, a detailed characterization of
the pencil beam must be developed to account for the MedAustron specifications,
with particular emphasis to the non-isocentric treatments as well as the calibration
of the BDS.
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CHAPTER 4
Characterization of the MedAustron
proton beam fixed line
In this chapter is presented a Monte Carlo beam modeling method developed in
GATE for the MedAustron fixed beam line where clinical constraints are fulfilled
at isocentric and non-isocentric positions. Compared to the current literature, the
proposed model includes a full description of the nozzle geometry and is calibrating
according to a new dose-area-product formalism used for the first time in clinical
applications [131]. A detailed validation is performed in 3D, for different cubic
targets in water, including non-isocentric conditions and the use of a range shifter.
The proton beam optic is parametrized at the nozzle entrance considering the
correlation between beam spot size and divergence (beam emittance). Measurements
of the FWHM in air are used as reference. The energy spectrum is modeled in order
to reproduce the measured depth dose profile in water. The relationship between
number of particles and dose-area-product measured in reference condition, needed
for beam monitor calibration in terms of reference absorbed dose to water, is deter-
mined. Typical longitudinal parameters (range, distal penumbra and modulation)
and transverse parameters (field sizes and lateral penumbra) for proton dosimetry
are evaluated. The work presented in this chapter was submitted in similar form to
Medical Physics journal on July 2018 [132]. Compared to the submitted paper, the
version here contains more details, figures and explanations.
43
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44 4.1. Introduction
Figure 4.1: simulations of a 62.4 MeV proton beam where the source was positioned
at three different positions: nozzle entrance, nozzle exit and at the phantom surface.
The source positioned at the nozzle entrance allows the characterization of the beam
halo due to the secondary spectra produced by the nuclear inelastic scattering in
the nozzle.
4.1 Introduction
For proton beam delivery, the air gap between the nozzle exit window and the
patient can enlarge the lateral penumbra, as well as lead to lower accuracy of the
pencil beam algorithm, especially if the Range Shifter (RaShi) is considered [49, 130].
One possible solution to reduce the air gap in clinical practice is to move the patient
towards the nozzle exit. Monte Carlo (MC) simulation tools are often used for
independent dose calculation as they can provide useful insights that cannot be
obtained otherwise [72, 133, 134, 135]. However, any independent dose calculation
engine should be carefully characterized and validated before its implementation in
clinical applications. Typical characterization of a proton beam can be performed
based on measured depth dose curves, spot maps measured at different air gaps and
dose measurements in reference condition [69, 124, 136]. In the literature, different
methods for proton pencil beam modeling have been proposed depending on the
type of the MC code and on the characteristics of the beam line [72, 69, 136, 137,
138, 139]. For active scanning systems, accurate simulations of a proton pencil beam
require a deep understanding of the pencil beam optics properties as the correlation
between proton position and angular spread (beam emittance) cannot be neglected
a priori [72]. Omitting the simulation of the nozzle geometry allows an empirical
modeling of the pencil beam with an additional reward in computational time [136,
137, 139]. Nevertheless, this approach requires additional corrections [49, 140] to
account for large-angle single scattered primary and secondary particles produced
in the nozzle components [74, 94, 136] (see figure 4.1). In this work, we provide
a beam model of the MedAustron fixed beam lines using a full nozzle modeling
approach that will be used as a reference for future independent dose calculation.
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Particular attention is given to the modeling and the validation of the pencil beam
properties in non-isocentric conditions as routinely exploited for patients treatments
at MedAustron since December 2016. In addition, we exploit the Dose-Area-Product
(DAP) formalism [131] for absolute dose calibration in terms of delivered protons,
differently from the traditional Monitor Unit (MU) calibration [139, 141, 142]. The
three-dimensional dose distribution simulated in water is carefully validated in terms
of ranges, distal penumbra, modulation, field sizes and lateral penumbra, evaluated
for different cubic targets in water, including non-isocentric conditions and the use
of a range shifter (RaShi).
4.2 Material and method
The proposed MC beam model is based on analytical functions with parameters
values derived from experimental measurements data. A short description of the
MedAustron beam delivery system including the nozzle design is reported in section
3.1.1. Section 4.2.1 describes the experimental data acquired at MedAustron during
its commissioning phase. The data are split into two sets: one set used for the
beam model parametrization and one set for validation. Section 4.2.2 describes the
MC setup and the beam modeling method while section 4.2.3 and section 4.2.4 are
dedicated to the absolute dose calibration and validation procedure, respectively. In
the following, the nomenclature summarized in table 3.1 will be used.
4.2.1 Experimental data
Experimental data used for beam modeling were acquired during medical physics
commissioning activities. Part of this data consist of spot profiles acquired in terms
of FWHM at seven air gaps using the Lynx scintillating screen (IBA-dosimetry).
Measurement positions will be referred to as follows: ISD+20cm, ISD0, ISD-20cm,
ISD-30cm, ISD-40cm, ISD-50cm and ISD-58cm where the ISocenter to Detector
surface (ISD) with negative value is towards the nozzle (reduced nozzle-to-patient-
entrance air gap). Additional spot maps were acquired at ISD0, ISD-30cm, ISD-
40cm, ISD-50cm and ISD-58cm when the RaShi was in place for 4 verification
energies. The uncertainties on the spot size and position measurements were 0.2
mm respectively. Further data consist in depth dose profiles acquired in water at
isocenter using the water phantom MP3-PL (PTW, Freiburg) with the Bragg peak
chamber TM 34070 (electrode diameter of 81.6±0.2 mm). Further, the MP3-PL
was aligned at ISD-50cm when measurements using the RaShi were acquired for the
4 verification energies. The uncertainties of the range in water were varying from
0.3 mm to 0.6 mm, depending on the depth [143]. With respect to beam monitor
calibration in reference condition (see section 4.2.3), absorbed dose to water was
measured in a uniform single-layer of 12x12 cm2 for 9 calibration energies applying
IAEA TRS-398. Dose values were acquired using an ionization chamber TM 34001
(Roos-type, electrode diameter of 15.6±0.2 mm) placed at 1.4 cm in depth for ener-
Cette thèse est accessible à l'adresse : http://theses.insa-lyon.fr/publication/2019LYSEI002/these.pdf 
© [A. Elia], [2019], INSA Lyon, tous droits réservés
46 4.2. Material and method
Table 4.1: summary of experimental data used for generation of the MC beam model
and for its validation.
gies up to 97.4 MeV and at 2.0 cm depth for larger energies, up to 252.7 MeV. DAP
to water was derived by multiplying the absorbed dose to water with the product
of the constant spot spacing ∆x ∆y as described in Palmans and Vatnitsky [131].
The same measurement technique used for beam monitor calibration was used to
validate the dose in reference condition. Three dimensional cubic-shaped dose dis-
tribution measurements were performed in water using 24 ionization chambers TM
31015 (PinPoint type with measuring volume 0.03 cm3 and radius 1.49 mm, PTW,
Freiburg) characterized in proton beam [144]. The 24 PinPoints were mounted in
a holder (3D Detector Block) attached to the moving mechanism of the MP3-PL
water phantom, allowing a quasi-three dimensional verification of delivered dose dis-
tributions [143]. In order to acquire transverse dose profile, the 24 PinPoints were
mounted on a linear holder positioned perpendicularly to the beam direction (see
figure 4.2). The measurement resolution for the transverse profile available with
this method was 2 mm. Box6(0,0,6), box8(0,0,15), and box10(0,0,25) were delivered
at isocenter where the notation boxN(0,0,Z) stands for a cubic dose distribution with
an N cm side-length and its center placed at the water equivalent depth Z. A fourth
box, the box6(0,0,5), was delivered for non-isocentric conditions (ISD-50cm) using
a RaShi. Table 4.1 summarizes the measurements performed and their purposes.
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Figure 4.2: pictures of the 1D linear array holder (above) for the 24 PinPoint
mounted on the mechanical arm of the water phantom MP3-PL (PTW, Freiburg)
aligned at ISD-58cm for acquisition of the transverse dose profile.
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4.2.2 Monte Carlo modeling method
GATE v7.2 [63, 64] built with Geant4 v10.02 [56, 57] was used. The classification
reported in table 3.1 was applied. This work was supported by in-house routines de-
veloped in python v2.7 [145], root v5.34 [146] and specific open-source tools provided
by the CREATIS laboratory1 2.
Treatment head modeling
The nozzle design implemented in the simulations follows the description presented
in section 3.1.1. The terminal part of the synchrotron and the window of the vacuum
pipe were included in the geometry of the nozzle as shown in figure 3.6. Both DDS
and ITS were taken into account. Passive elements, such as RaShi and RiFi, were
also placed in the nozzle and inserted when required. A detailed modeling of the
elemental part such as the integral chambers were based on technical drawings and
specifications. Wherever possible, the distance to the room Isocenter (ISO) of the
single component of the nozzle was measured by means of a laser tracker AT402
(Leica). Modeling was restricted to elements within the beam path. Calculated
(and confirmed by measurements) total WET of the entire nozzle is 2.4 mm.
Geant4/GATE physics-list
The selection of the employed physics models in GATE/Geant4, referred to as
physics list, is a crucial step. Several recommendations are available in the literature
and evolved over the years with Geant4 versions: binary cascade [147, 148], pre-
compound [149], Bertini or Precompound [150]. Depending on the specific physics
builder selected in GATE, it is possible to switch between the different physics model
of Geant4. During independent studies performed in-house the low-dose envelope
simulated in water for the QGSP and QBBC builders respectively, was compared
to measured transverse dose profile at different depths and for four energies (61.9,
123.5, 186.9, 250.3 MeV) [151]. The QBBC physics-builder [152] uses the binary
cascade and the Bertini models depending on the particle type and energy range.
QGSP allows the activation of a specific physics model (either Bertini or binary
cascade). With respect to the MCS, the Wentzel and the Urban models [153, 154]
were tested to characterize the proton pencil beam propagation in air.
Geant4/GATE parameters-list
A sensitivity study on the basic parameters such as the step limiter, the tracking
cut and the production cut were performed following indications available in [149].
A main cylinder with 50 cm in radius, 40 cm in depth and made of G4 WATER
was positioned with the circular face at center of the Gate world made of air. The
1https://www.creatis.insa-lyon.fr/rio/vv
2https://public.kitware.com/open-regate/index.php/Main Page
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depth dose profiles were scored in different sub-cylinders defined every 5 cm radius.
Number of primaries used for these simulations was set at 105 while the energy spread
was set to 0.1 MeV. Tracking cut, production cut and step limiter were changed
systematically in order to understand their impact on our results. A dedicated
analysis was performed concerning the water ionization potential Iw. Three values
75, 78 and 81.77 eV were tested for four energies (61.9, 123.5, 186.9, 250.3 MeV). R80
values were evaluated from depth dose profiles and compared to the measurements.
Modeling the beam optics
Seven phase space scoring planes (PhS) were used to study the optics of the pencil
beam propagating through air. The PhSs were placed at seven different positions
according to the Lynx positions described in section 4.2.1. At this step, energy
spread was set to 0 MeV. Number of primary protons was set to 105 in order to
achieve a repeatability of independent runs of less than 0.2 mm. An initial set
of spot size, beam divergence and beam emittance was selected according to inde-
pendent analytical beam transport simulations in vacuum at the source position.
These parameters were estimated at 1.3 m upstream the isocenter, i.e. at the nozzle
vacuum window entrance, to produce a spot of 4 mm FWHM at ISO in vacuum.
The relative uncertainty of these initial parameters was estimated to be 20%. The
spots were assumed to be symmetric and identical in the horizontal and vertical
planes. An iterative process was run in order to optimize the spot sizes (σx and σy
plane), the divergences (σθ and σφ), and the emittances (x and y) for both planes
independently. All corrections were performed respecting the following constraint:
sourcex,θ ≤ piσxσθ (4.1)
where sourcex,θ is the emittance for the horizontal plane at the source position, σx is
the standard deviation of the Gaussian function characterizing the spot size in the
horizontal plane in mm and σθ is the standard deviation of the Gaussian function
characterizing the divergence in the horizontal plane evaluated in mrad. The equiv-
alence in equation 4.1 is reached at the position referred to as waist position, where
the spot size in vacuum is the smallest possible. An analogous constraint was used
also for the vertical plane. The current methodology available in literature showed
limitations in describing the pencil beam optic properties directly at the nozzle en-
trance. A linear interpolation of the spot size measurements after the nozzle cannot
back-procject the optical properties at the nozzle entrance. Alternatively, the char-
acterization of the source can be seen as an optimization problem. Increasing, the
spot size at the source position directly affects the spot size at the isocenter with
a linear correspondence (to first approximation). The initial divergence affects the
spot size variation over the distance. In general, corrections on this parameter are
very limited due to the intrinsic limitation introduced by equation 4.1 as well as their
small values (always lower than 1 mrad). With such small values for the divergence,
the scattering in air is the predominant effect, especially at low energies. Neverthe-
less, at higher energies, it was possible to appreciate how increasing the divergence
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Figure 4.3: characterization of the pencil beam optical properties. In (a) is shown
the propagation of the spot size as a function of beam path in vacuum. In (b), (c)
and (d) is shown the correlation between beam size and divergence (phase space)
at three different positions. In this case, the condition of symmetrical emittance is
verified in z = 0, corresponding to the waist position [137].
of a converging beam produces a smaller spot size very close to the nozzle and a
larger spot size for increasing air gaps. Corrections on the initial emittance mainly
influence the rotation of the elliptic phase space along the beam axis, moving the
beam waist position (see figure 4.3). The beam optics parameters were iteratively
adapted to minimize (whenever possible, down to 0.2 mm) the differences between
measured and simulated FWHM at non-isocentric positions for the horizontal and
for the vertical plane. The tolerance of 1 mm in absolute deviation and 10% in
relative terms was considered for the five key energies (62.4, 97.4, 148.2, 198, 252.7
MeV) in all the positions, according to clinical practice at MedAustron. Eventu-
ally, the beam parameters (spot size, beam divergence and beam emittance) were
described over the full clinical energy range by a n-th order polynomial fit to the five
key energies, with n from 1 up to 8 depending on the specific parameter. Residuals
between simulated and measured spots were evaluated for 20 energies measured at 7
different air gaps. In total, 280 residuals evaluations were performed at this phase of
the study in absolute and relative terms. Same residuals evaluations were performed
on 4 verification energies with RaShi at 5 air gaps.
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Tuning the depth dose curves
Depth doses were scored in a water box simulating the water phantom. To reproduce
the experimental setup described in section 4.2.1, a scoring region with a cylindrical
shape of 4.08 cm radius was defined. A scoring resolution of 0.1 mm in depth was
set. Parameters of the MC simulations being tuned were the mean energy E and the
energy spread dE. Energy properties were estimated by an iterative procedure to
match MC simulations with measurements in terms of R80 and the BPW80. Other
parameters have been evaluated such as R90 and Rp defined as the 90% and 10%
dose level, respectively, in the distal fall off of a depth dose profile, according to
section 2.1. To improve the agreement between simulations and measurements, two
main steps were performed. First, the mean energies required by the simulations
to reproduce the measured ranges were adjusted until reaching an agreement better
than 0.3 mm. Second, the energy spread adjustments were performed in steps of
0.1% of the mean energy values for each energy. The adjustment of the energy
parameters has been performed on the 20 major energies simulating 106 primary
protons. Residuals evaluation was performed in terms of R80, Rp, R90, BPW80 for
the same energies with RaShi and water phantom aligned at ISD-50cm.
4.2.3 Beam model dose calibration
In order to calibrate in absolute dose the MC simulations it is necessary to know the
number of the delivered particles. This means that it would be possible to re-scale
the simulated number of particles in order to match the measured DAP at reference
condition:
Ndelivered
NGATE
=
DAPmeas(zref )
DAPGATE(zref )
(4.2)
However, the delivered number of particles is not known a-priori. One possibility is
to correlate the measured DAP at reference condition and the delivered number of
particles Ndelivered exploiting the MC simulations itself [131]:
Ndelivered(E) =
DAPmeas,W (zref )
dW (S
ρ
el,Φz) ·A
(4.3)
The numerator of the equation 4.3 is the experimentally determined DAP in water at
the reference depth zref over the area A. In general, the term dW (S
ρ
el,Φz) represent
the “mean stopping power“ per incident proton evaluated in water by any dose
engine and it is characterized as follow:
dW (S
ρ
el,Φz) ·A =
∑
i
∫
(Sel,i(E)/ρ)WΦz,i(E)dE
n
(4.4)
The (Sel,i/ρ)W term represents the mass electronic stopping power of water for
ion species i and Φz,i(E) is the fluence differential in energy of that ion species at
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Figure 4.4: the DAP for a 62.4 MeV proton pencil beam plotted as a function of the
chamber radius. Less than 1% differences relative to the section of the full water
phantom is observed in the collected dose between a chamber of 7 cm radius and
the maximum radius of 20 cm.
the reference depth z = zref . The key point of this approach is to calculate by a
dedicated MC simulation the dW (S
ρ
el,Φz) term for a known number of protons n, as
described by equation 4.4. Therefore, a single pencil beam was simulated and scored
in a cylindrical volume of 7 cm radius, sufficiently large to encompass all the charged
particles of the radiation field over the full clinical energy range (see figure 4.4).
Electrons were omitted from the tracking by specifying a large production cut of 5
mm (meaning that electrons with an energy range lower than 5 mm in the current
medium are not directly simulated; their energy is considered deposited locally).
Energy deposited was scored without discriminating between primary or secondary
particles. A resolution of 1 mm in depth was used. Depending on the energy, two
main reference depths were considered: 1.4 cm in the energy range between 62.4
MeV and 97.4 MeV, and 2 cm from 97.4 MeV up to the maximum energy value
(252.7 MeV) (see section 4.2.1). These correspond to the reference depths used at
MedAustron.
4.2.4 Beam model validation
A final validation was performed in terms of 3D dose distribution in water for the
four 3D dose cubes of different dimensions simulated in water with 1.8×108 particles.
The local dose deviations from measurements were calculated for different positions
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of the 3D holder according to the following formulas:
∆¯GATE =
1
N
N∑
i
(DGATEi −Dmeasi )
Dmeasi
(4.5)
∆¯GATEABS =
1
N
N∑
i
|DGATEi −Dmeasi |
Dmeasi
(4.6)
where N is the number of the PinPoints used for the measurements, Dmeasi is the
dose measured for the chamber i and DGATEi is the dose calculated by GATE. For
the evaluation of ∆¯GATE and ∆¯GATEABS , the 3D holder was placed in a region were at
least the 95% dose level was reach (target region). Wherever possible, an additional
evaluation was performed for a proximal dose region (plateau region), where a dose
level within 60% and 95% was reached. Dose values measured by chambers located
where the dose gradient is higher than 0.04 Gy/mm were excluded from the analysis.
Transverse profiles were selected at the center of the SOBP and analyzed in terms
of FS50 and LP80-20 of the dose profile. Furthermore, distal parameters such as
R90, R80, Rp, MOD90, and DP80-20 were analyzed.
4.3 Results and discussion
We report the obtained results following a similar structure of section 4.2.2. A ded-
icated section for the beam source modeling residuals (spot sizes and depth dose
profiles) including absolute dose evaluation. A specific section is assigned to the
independent validation of the beam model with emphasis on 3D dose distributions.
Unless otherwise stated, deviations in the subsequent sections always refer to differ-
ences between simulated and measured values.
4.3.1 Beam modeling residuals
Geant4/GATE physics-list
The physics builder QBBC was selected as suggested from the results reported in
[151]. The simulated transverse dose profiles for all the physics builders were in
a good agreement with the measured data. From the analysis of the tails, the
QBBC physics builder has shown slightly better agreement with measurements than
QGSP when binary cascade solely was activated. Inferior agreement was achieved
with the Bertini model activated. Many details concerning the obtained results are
reported in the following study [151]. With respect to the MCS models selection,
recommendations provided in [155] were followed. According to [155], the Urban
model has shown increased limitations compare to the Wentzel model for very thick
targets of different materials close to the particle range. Therefore, the option 4
of the electromagnetic process (EMZ) available in GATE/Geant4 was activated in
order to use the Wentzel model for the description of the MCS.
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Figure 4.5: deviations in terms of R80 obtained for different I-value
Geant4/GATE parameters-list
For Iw = 78 eV an average deviations of 1.2% was found (see figure 4.5). Best
and worst mean agreement, 0.7% and 1.7%, were obtained for Iw = 75 eV and for
Iw = 81.77 eV, respectively. Despite the best agreement obtained with Iw = 75 eV,
the value Iw = 78 eV was selected. Using Iw = 78 eV would require a reasonable
additional tuning of the nominal energy values during the modeling process of the
depth dose curves. In addition, this particular value is a good compromise between
ICRU recommendations [156], tabulated values reported in [89], and considerations
available in [7].
Optic residuals
The optimal optical beam model parameters found, resulted in a 99% pass rate of
the clinical 1mm/10% requirement. As expected, the largest deviations of 1.8 mm
(7.2%) and 1.7 mm (6.9%) were obtained for 62.4MeV at ISD+20cm in the vertical
and horizontal planes, respectively (see figure 4.6). In fact, the accuracy of the MCS
model implemented in Geant4 is mainly driving the agreement in FWHM as the
scattering is the most predominant effect for this energy and position. On the other
hand, this combination of energy and position is not clinically relevant in proton
therapy. If a RaShi is considered, a systematic deviation from the measured spot
size was observed (see figure 4.7). This behavior is attributed to an overestimation
of the MCS [155]. However, observed deviations are within clinical tolerances for all
the analyzed energies (maximum deviation was 10% at ISD0 for 97.4 MeV).
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Figure 4.6: relative deviations in FWHM for 5 key energies at 7 air gaps for hori-
zontal (above) and vertical (below) plane.
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Figure 4.7: relative deviations in FWHM for 5 key energies at 7 air gaps for hori-
zontal (above) and vertical (below) plane.
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Depth dose residuals
Regarding depth dose profiles in water for open beam configuration, for all ana-
lyzed energies, the MC simulation reproduced the shape of the depth dose profiles
measured in water accurately (see figure 4.8(a)). Integral dose normalized at the
first measurement point, showed an agreement always within 1% (see figure 4.8(b)).
Deviations always within 0.2 mm were found in terms of ranges as reported in figure
4.8(c). Absolute deviations in BPW80 were on average within 0.1 mm which corre-
sponds to a relative deviation of about 3% (see figure 4.8(d)). Maximum absolute
deviation observed was 0.3 mm (6%) at 169.3 MeV. Obtained deviations for depth
dose profiles in water at ISD-50cm with RaShi in R80, R90 and Rp were never
higher than 0.35 mm while mean integral dose deviations as well as the average
peak-to-plateau differences were better than 0.4% (see figure 4.9).
Dose calibration results
For clarity, we report in table 4.2 the results of the beam model calibration in
absolute dose, obtained by the simulation described in section 4.2.3. Differences
between our calculated “mean stopping power” and ICRU stopping power data for
the same proton residual range at the measurement depth were found up to 10.4%
for a mono-energetic beam, with an expected energy dependent behavior. Indeed,
ICRU stopping power data are provided for mono-energetic pencil beams, while the
“mean stopping power” needs to account for the loss of primary protons as well
as includes the nuclear secondaries at the measurement depth which is achieved by
MC simulation. Our results are in agreement with Laitano et al. [157] and Goma´
et al. [158]. The number of incident proton at nozzle entrance is used to normalize
the DAP values. Deviations from the reported stopping power values may be found
if the primary proton loss becomes large at reference depth (see figure 4.10). In
this study, less than 1% and 0.54% proton loss was found at the phantom entrance
and at the nozzle exit, respectively. The contribution of the nozzle to the primary
fluence loss is in agreement with the 0.58% found by Grassberger et al. [136].
Dose evaluation in terms of DAP is shown in figure 4.11. A mean agreement of
-0.1% between simulated DAP and measured DAP was found (maximum deviation
observed is -0.5% at 62.4 MeV). The comparison to measured DAP is an internal
consistency test of the correct implementation of the MC calculated values of the
“mean stopping power” per incident proton. Indeed the MC results are used to
establish the number of proton from DAP measurements; this calibration is then
used to determine the DAP for a given number of protons and then compared with
MC. The residuals shown in figure 4.11 are the result of the fitting of the calibration
curve as we have observed before.
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Figure 4.8: In figure 4.8(a) depth dose profiles simulated in water compared to
measured profiles for 20 energies are shown. For this comparison, energy values
deposited in the cylindrical volume representing the Bragg peak chamber of 4.08 cm
radius was used. In figure 4.8(b) relative deviations between simulated and measured
integral doses are shown. In figure 4.8(c) absolute deviations between simulated and
measured ranges are shown while in figure 4.8(d) absolute deviations of Bragg peak
width values at 80% dose level are reported. Error bars always correspond to the
standard deviation. For sake of clarity, in figure 4.8(c) error bars are reported for
only one set of deviations.
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Figure 4.9: agreement between measured and simulated depth dose profiles in water
with water phantom aligned at ISD+50cm with RaShi. Deviations are normalized
at the reference position of 20 mm in depth.
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Table 4.2: summary of the “mean stopping power” calculated according to equation
2 for monoenergetic beam that have a projected range equal to the value of R80-zref
of the modeled beam in water. The energy is provided at the nozzle entrance as well
as the fluence of incident protons. The last two columns shows the ICRU90 stopping
power for mono-energetic protons with the same projected range and the difference
of those values from the “mean stopping power” per incident proton calculated here
to illustrate the importance of taking the loss of primary protons and the production
of secondary charged particle into account.
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Figure 4.10: DAP calculated considering a 7 cm scoring radius for two different fluence, at
the nozzle entrance and at the phantom entrance. Proton lost at the phantom entrance is
up to 1% at 62.4 MeV.
Figure 4.11: absolute and relative deviations in terms of DAP normalized to the
delivered number of proton for a 2D scanned field 12x12 cm2 and measured at the
reference position of 14 and 20 mm in depth (depending on the energy). The error
bar represents the standard deviation on the dose value calculated in the range of 1
mm from the reference position.
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Table 4.3: Deviations in water for the 3D dose distributions analyzed in terms of
transverse parameters (above) and distal parameters (below) in absolute and relative
terms. The LP80- 20- and the LP80-20+ are referring to the LP80-20 evaluated for
the negative and the positive distance, respectively, from the center of the transverse
dose profile.
4.3.2 Beam model validation
The agreement with measured transverse beam profile was mostly better than 0.4
mm. The FS50 and the LP80-20 agreed in average by 0.4 mm and -0.1 mm respec-
tively. For the FS50, a maximum deviation of -1.0 mm (-11.4% in relative terms)
was observed for the shallower target (95% dose level within 3 and 8 cm range)
when the RaShi was used. Deviations for R80 and R90, initially found never higher
than 0.2 mm, increase up to 0.5 mm and 0.7 mm respectively when a RaShi was
used. A spread of 1.3 mm was found in the evaluation of the MOD90 over all the
boxes, with a maximum deviation of 2.1 mm for the deepest target (95% dose level
within 22 and 30 cm range). The DP80-20 was -0.3 mm in average with a maximum
deviation of -0.6 mm. Evaluation in terms of distal as well as lateral parameters is
summarized in table 4.3.
With respect to the dose analyzed according to equation 4.5 and equation 4.6, an
initial dose difference of +2.7% was found in average. This dose difference was found
consistent for all boxes and independent of the position (proximal or SOBP), air gap,
box size and use of range shifter. Therefore a rescaling factor of -2.7% was applied.
The reason for the systematic difference of about 2.7% initially observed in the 3D
delivery is currently not fully understood. Part of the difference can be explained
by differences between planned and effectively delivered number of particles. This
contribution was found of 0.5% at maximum for middle energies but further studies
are currently ongoing. Small inaccuracy in the characterization of the spray and
halo regions may also have an impact. After rescaling, the largest deviation was
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Figure 4.12: Local dose deviations evaluated according to equation 4.5 and equation
4.6 after rescaling of -2.7%.
-1.2% at the proximal position for the box10 (see figure 4.14). The beam model
accuracy was not affected by the different air gaps or the use of the range shifter,
which are known to be complex situations for conventional pencil beam algorithms.
A maximum deviation of -0.2% was found in the SOBP for the non-isocentric box6
with RaShi. All the analyzed three-dimensional cases are shown in figure 4.13 and
figure 4.14.
The presented analysis suggests the tendency of the MC simulation to slightly
underestimate the dose in the plateau and to slightly overestimate the dose at the
target.
4.4 Conclusions
A full nozzle beam modeling method for active scanning proton pencil beam has been
proposed and validated for GATE/Geant4. This beam modeling method starts at
nozzle entrance in order to take into consideration the spectra of secondary particles
produced in the nozzle. The calibration of the beam monitors is based on a new
formalism in dose-area-product and has been implemented for the first time. In
addition, special care was taken in order to model the beam optics properties within
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Figure 4.13: Longitudinal (a) and transverse (b) dose profiles for Box6(0,0,6) and
longitudinal (c) and transverse (d) dose profiles for the Box6(0,0,5) placed at ISD-
50cm with RaShi compared to measured data.
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Figure 4.14: Longitudinal (a) and transverse (b) dose profiles for Box8(0,0,15) and
longitudinal (c) and transverse (d) dose profiles for the Box10(0,0,25) compared to
measured data.
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clinical specifications at reduced air gaps, in order to support non-isocentric treat-
ment delivery as routinely performed at MedAustron. The beam model provided
in this manuscript is able to match spot FWHM values at isocenter and clinically
relevant non-isocenteric positions in air within clinical requirements of 1 mm, 10%.
Ranges are reproduced within 0.2 and 0.35 mm (max deviation) without and with
range shifter, respectively. The dose difference in reference conditions is within
0.5%. Three-dimensional delivery was fully characterized by the evaluation of the
dose at the target, dose in the plateau and typical parameters such as FS50, MOD90,
DP80-20, LP80-20, R80, R90 and Rp. The agreement of distal and longitudinal pa-
rameters is mostly better than 1 mm. The detailed characterization of the pencil
beam offered by GATE and the implementations of the full nozzle design in our
simulations makes our calculations accurate, even in complex situations such as the
non-isocentric patient positioning in presence of range shifter. The MC beam model
has been validated based on commissioning measurements and will be inserted as a
tool in clinical routine for independent dose calculation.
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CHAPTER 5
Towards the implementation of GATE
for independent dose calculation
The characterization of the physical properties of the proton pencil beam presented
in chapter 4 represents the very first step towards the implementation of an IDC
tool. After validation, also presented in chapter 4, it is important to move towards
more clinical cases, in order to spot capabilities and limitations of the proposed
model in a more clinical context. Eventually, the IDC needs to be properly inte-
grated in the clinical workflow. For instance, the IDC should be interfaced to the
treatment planning system (TPS) in order to easily exchange all the needed patient
information in terms of DICOM files. In this respect, the workflow from the clin-
ically commissioned TPS to the Geant4-based GATE MC dose calculation engine
is presented in this chapter. An overview concerning the Patient Specific Quality
Assurance (PSQA) performed at MedAustron is presented at first. Many details
concerning the dosimetric specification and/or calibration of the detectors are pre-
sented in [144, 151]. Details concerning the commissioning of the equipment are
available in [143].
5.1 Introduction
In a LIBT, a proper set of QA protocols guarantees not only the accuracy and
the functionalities of the beam delivery system, but also ensures the safety of the
clinical treatments. For particle therapy treatment, the plan verification (or PSQA),
is usually performed for each beam delivered to the patients. The active delivery
offers a highly conformal dose deposition to the target. As this technique is very
67
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sensitive to the treatment delivery uncertainties, the patient-specific plan verification
is highly recommended in particle therapy and it must be inserted within the QA
program. Although a direct verification of the delivered dose to the patient still
represents a gold standard, a PSQA is typically performed in water, according to
specific techniques which might differ from centre to centre. For instance, a PSQA
measurement can be performed in a dedicated water phantom equipped with ICs as
well as by mean of a 2D ion chamber array detector or by film measurements. The 2D
ion chamber array detector provides, in addition to absolute dose measurements, 2D
dose-distribution information [160]. The use of the 2D ion chamber array detector
for PSQA is particularly suitable for irradiation at different beam angle (gantry
irradiation). Film measurements are instead used to obtain planar dose distributions
[161]. The method used at MedAustron is based on water phantom measurements,
described in detail in section 5.2.1.
Currently, the PSQA protocol is the only possibility to check that the treatment
plan can be delivered within clinical tolerances and it is legally taken into consider-
ation. However, PSQA measurements performed in water (see section 5.2.1) cannot
provide any input regarding the dose accuracy in the patient. Further, it necessar-
ily requires considerable beam time that could be used for treatment otherwise. If
properly implemented and validated, the IDC can provide a considerable support
in this respect. The validation of the treatment plan calculated at the TPS could
be performed directly via IDC, without even requiring a PSQA measurement. On
the other hand, the implementation of an IDC into the clinics, requires a careful
validation at every step of the clinical workflow.
In this chapter, major emphasis is given to GATE as an independent dose cal-
culation tool implemented for proton therapy planning verification in water. The
purpose is to illustrate the steps which are required for the clinical implementation
of GATE into the clinical workflow used at MedAustron. In addition, it is important
to remark that in order to substitute the TPS patient verification with the IDC, we
must guarantee that the IDC can match the measured data with, at least, the same
accuracy of the TPS.
5.2 Material and method
In clinical practice, several techniques exist to perform a patient specific quality
assurance, depending for example on the preferred equipment [160, 161, 162, 163,
164]. At MedAustron, the 3D detector block (described in section 4.2.1) equipped
with 24 PinPoint is implemented for PSQA according to the shared experience of
GSI, HIT and CNAO [151, 165]. The methodology as well as the measurements are
described in section 5.2.1 respectively. The dedicated MC workflow to reproduce
the PSQA in GATE is described in section 5.2.2.
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5.2.1 PSQA at MedAustron
Once the clinical plan is approved by the radiation oncologist, the medical physicist
proceed with the preparation of the PSQA at the TPS (RayStation). The experi-
mental setup reproduced at the TPS consists in an homogeneous water box with a
scoring grid of 2 mm voxel size. A gap of 24.2 cm is inserted in the TPS to position
the water box in order to consider the alignment of the MP3-P at ISD-40cm in the
IR. The TPS calculates the dose distribution in the water phantom according to the
treatment plan. For the calculation, the same machine parameters as for the clinical
plan are used. Typical parameters are the number of layers, number of spot, the
spot spacing distance, energy layer distance, and the spot weight. It is crucial to
use the same calculation settings as well as the same number of particles for each
irradiation of the clinical plan in order to spot eventual errors as well as interlock
during the delivery.
After calculation, the TPS allows the user to export the DICOM DOSE file of
the PSQA. At MedAustron, a specific python tool which allows the user to extract
the dose in specific points of the dose distribution was developed [151]. The tool
facilitates the extraction of dose values in a wanted position of the water phantom
(see figure 5.1) [151]. The dose for each of the 24 PinPoint is saved in a dedicated file
(PSQA init-file) together with the coordinates of the position chosen for the mea-
surement. The PSQA init-file is then used as input to a software (PlanVerificator
v1.0) which is interfaced to the equipment during the measurements and it remotely
moves the detector at the wanted position [151]. The PlanVerificator software facili-
tates the measurement acquisition, the dose comparison between TPS and measured
values and the creation of clinical PSQA reports [151]. The corrections briefly de-
scribed in section 2.4 are automatically taken into consideration and applied on-line
during measurements.
The technique used at MedAustron for treatment plan verification follows a
similar approach as the one described in section 4.2.2 with respect of the three-
dimensional regular-shaped dose distribution in water exploited for validation of the
MC beam model. The 3D water phantom is the MP3-P water phantom (PTW,
Freiburg) is mounted directly on the couch (see figure 5.2). The alignment is per-
formed automatically by the PAS which takes advantage of a tracking camera on the
floor to perform corrections. The reference in the alignment process is represented
by the laser system of the IR.
The 3D block is moving according to a specific reference system build upon longi-
tudinal, vertical and lateral coordinates (A,B,C) with respect to the beam direction.
If needed, the holder can be rotated by 90° and be used for vertical beam line irradi-
ation with corresponding rotation of the reference system. The 3D block is manually
aligned according to the lasers of the IR (see figure 5.2). The ionization chambers
are supplied by two PTW-10004 MULTIDOS 12-channel electrometers, a control
unit and a ComServer. The two 12-channels Multidos electrometers provide a fix
high voltage supply of +400 V. A Control Unit (TBA Control Unit) controls the
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Figure 5.1: example of a PSQA preparation at the TPS. In A) B) and C) the
transversal, coronal and sagittal view of the dose distribution calculated by the
TPS, respectively. The 24 PinPoint of the 3D detector block is displayed in each
view. For each of the IC, the TPS provides the dose values to be compared to the
measurements and the values for the dose gradient in Gy/mm.
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Figure 5.2: picture of the setup used at MedAustron for PSQA measurements (A).
The MP3-P is mounted on the in-room couch and moved by the PAS system. In (A)
is also visible the tracking camera on the floor responsible of millimetrical correction.
In the picture (B) the 3D block holder with the 24 PinPoint chambers in place
aligned to the in-room laser system [166]. The technical drawing of a PinPoint
chamber PTW TM31015 is reported in (C) [167].
moving mechanism that positions the 3D detector block in the water phantom. The
resolution of the system is 0.1 mm in the three dimensions. The PinPoints mounted
in the 3D block are placed in such a way to avoid shadowing effect between each
other during the irradiation (see figure 5.2). The volume of the PinPoint chambers
is designed to provide quasi-punctual measurements at high resolution, with 0.03
cm3 of sensitive volume for a radius of 1.45 mm and a length of 5 mm, as reported
in figure 5.2-(C) [167].
In order to choose an optimal position for the 3D block during the preparation
of the PSQA at the TPS, it is important to take into consideration the dose gradient
for each of the PinPoint. For the evaluation of the PSQA, the following definitions
are introduced:
ξ¯TPS =
1
N
N∑
i
(Dmeasi −DTPSi )
DTPSMAX
(5.1)
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ξ¯TPSABS =
1
N
N∑
i
|Dmeasi −DTPSi |
DTPSMAX
(5.2)
ξi =
(Dmeasi −DTPSi )
DTPSMAX
(5.3)
where the N is the total number of PinPoint chamber considered for the measure-
ment, Dmeasi and D
TPS
i is the measured and planned dose respectively, and D
TPS
MAX
is the maximum planned dose over the entire dose distribution of one irradiation.
The acceptance criteria for the tested plan is defined as the following:
ξ¯TPS ± SD(ξ¯TPS) ≤ 5%± 5%
ξ¯TPSABS ± SD(ξ¯TPSABS) ≤ 5%± 5% (5.4)
ξi ≤ ±7%
where the term SD indicates the standard deviation. The deviations observed at the
i-th position which has a dose gradient higher than 0.04 Gy/mm are not considered
as a small inaccuracy in the positioning of the IC would results in a high uncertainty
in dose. These points are excluded from the analysis. Variation up to 7% on one
single chamber is tolerated as described by the last equation of the criteria 5.4.
However, the average on the agreement between measured and calculated dose must
fulfill the 5% requirement. If the acceptance criteria is not fulfilled, the medical
physicist should investigate the reasons of discrepancy and consider several options
like re-planning.
5.2.2 The workflow concept
The concept of the workflow used to re-produce the PSQA verification with GATE
is represented in figure 5.3. The workflow of figure 5.3 is a high-level description for
any plan recalculation with GATE. Each step of the workflow relies on several sub-
processes which are characterized and implemented at MedAustron in the context
of this PhD, as described in the following.
TPS level
At this level the treatment plan is prepared at the TPS. Via export of the DICOM
files, all the important patient-specific information are stored. In general, DICOM
RT objects collected from the TPS and needed by the GATE simulations are:
 RT IMAGE: it contains data related to the CT of the patient;
 RT PLAN: it contains a description of the plan to be delivered;
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Figure 5.3: set of basic steps required for a full GATE recalculation of a treatment plan.
 RT STRUCTURE SET: it contains the description of all the target contours
such as the GTV, the CTV and the PTV drawn on the CT but also all the
important OARs;
 RT DOSE: it contains data related to the calculated dose distribution, gener-
ally computed as a 3D matrix, in the coordinate system of the CT image.
TPS/GATE interface level
During this step, it is performed a conversion of the exported DICOM file into a
file format readable by GATE. The type of the file format required by GATE is a
function of the DICOM type. For example, the DICOM RT PLAN is converted into
an ASCII file while the DICOM RT IMAGE is converted into an mhd-image file.
GATE/Geant4 level
This step represents the MC recalculation. To properly arrange the MC simulation,
a set of input is required by GATE. In particular, the physical characterization of
the pencil beam (chapter 4) must be provided as input as well as the description of
the treatment head and the CT calibration curves [168, 169].
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File management level
At this level some post-processing on the GATE output file is needed according to
the user needs. A typical option would be to convert the dose output files of GATE
(mhd-image for example) into a new set of DICOM files.
MC/TPS comparison
This step represents the MC and the TPS comparison of the obtained results in
terms, for example, of a 2D γ-index. At the end of the workflow, it might be useful
for further evaluation and/or reporting to import the MC DICOM files directly in
the TPS, as represented in the very last step of the figure 5.3.
The presented workflow applies to the PSQA procedure with few simplifications.
Once the set of positions and dose values for each PinPoint are stored in a dedicated
file to perform the measurement, the medical physicist can decide to reproduce the
verification with the IDC and to begin with the first step of the workflow. In this
case, the QA plan calculated at the TPS is exported in DICOM format containing all
the necessary information to reproduce in GATE the PSQA for that specific clinical
case.
For the purpose of a PSQA the DICOM RT IMAGE and the DICOM RT
STRUCTURE SET can be ignored. The DICOM RT DOSE files are usually a
set of two different types: BEAM and PLAN type. The BEAM type file contains
the dose matrix of the single irradiation while the PLAN type is the dose calculated
for the entire plan1.
An automatized tool developed in house in the context of this PhD project is
driving the user through each of the step of the workflow, taking care of converting
the required information in a format that can be handled by the GATE TPS source
[134]. Particularly, the tool exploits several routine available with the CLITK pack-
age2 and performs a conversion from DICOM file to a format readable by GATE
(ASCII file for instance). The converted output files provided by CLITK are pro-
vided in a specific format handled by GATE by dedicated functions in its source
code and accessible to the user [134]. The tool automatically assigns most of the
common MC parameters, according to the studies and the results presented in chap-
ter 4. A fix number of primaries of 107 is selected. The simulations is then run on
10 different cores for a total of 108 primaries. The setup described in section 5.2.1
is reproduced. In particular, the water phantom is modeled as a water box placed
at ISD-40cm i.e. considering the 34.2 cm air gap from the nozzle exit window to the
water phantom surface. The geometry of the 3D block as well as of the PinPoint
is omitted. A scoring grid of 2 mm voxel size is used. After the calculation of the
MC-PSQA, the user can require a conversion of the GATE output file in DICOM
1A DICOM RT DOSE PLAN file might not correspond to the full clinical prescription, but only to a
part of it, referred to as BEAM SET.
2https://www.creatis.insa-lyon.fr/rio/vv
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Figure 5.4: example of a comparison between TPS dose distribution (a) and a MC dose
distribution (b). Difference between (a) and (b) is reported in (c). In order to emphasized the
differences between MC and TPS calculation (pencil beam algorithm), a particular clinical
case is chosen: shallow target where the use of a RaShi is required (maximum beam range
of about 3 cm).
format. The difference in the new set of DICOM file prepared by the tool is the
content of the DICOM RT DOSE. Indeed, the dose matrix containing initially TPS
dose values is now substituted with the MC dose. A final comparison between the
initial dose distribution predicted by the TPS and the one calculated by GATE can
be executed directly at the TPS as shown in figure 5.4 or, alternatively, with an
external software. Eventually, as dose measurements are available for TPS PSQA
verification, the same data can be used for further evaluation of the GATE dose
distribution.
5.2.3 Clinical case selection and evaluation of the GATE-PSQA
results
The evaluation proposed in this study has a double purpose: on one hand to support
the implementation of GATE towards more clinical cases; on the other hand, it
serves as a validation of the presented workflow chain. For the evaluation of the
PSQA plans recalculated by GATE, we selected three different clinical cases: a
clival chordoma of the brain (CNS tumor), a carcinoma of the palate (para-nasal
tumor) and a prostate carcinoma. The Planning Target Volume (PTV) for the CNS,
the para-nasal and the prostate case has a size of 166.17, 150.31 and 302.16 cm3,
respectively. Depending on the beam angle chosen for irradiation, the location of
the PTVs ranges between 3 cm (proximal) and 22 cm (distal) in depth. For the CNS
case, the pencil beam algorithm v4.1 is selected for optimization. The MC algorithm
v4.0 available in the TPS is selected for the para-nasal and prostate cases3.
3At MedAustron, all the clinical plans are optimized before approval by the MC algorithm available in
the TPS since RayStation version 6.0.
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Clinical case ∆¯TPS ± SD(∆¯TPS) ∆¯GATE ± SD(∆¯GATE)
CNS -0.5%±2% 0.2%±1.7%
Para-nasal -0.6%±1.5% -0.6%±1.5%
Prostate 0.8%±1.5% -0.4%±1.2%
Para-nasal-RaShi -1.6%±1.1% -1.5%±1.1%
Table 5.1: analysis performed for the 4 cases to equation 4.5 for TPS and MC values,
respectively.
As the PSQA is performed for each irradiation, every single field is simulated
and compared to measured data. For the analysis of the results, we used a similar
approach to the presented PSQA procedure for data analysis. The analysis per-
formed for the simulations is described by the equations 4.5 and 4.6 presented in
section 4.2.4. The same analysis is performed on the TPS calculation, with a differ-
ent notation in the formulas 4.5 and 4.6 whenever the TPS dose values are used. It
is important to remark the difference between the equations 5.1 and 5.2 to equations
4.5 and 4.6. Between the two pairs, the reference as well as the normalization is
different. Indeed, the purpose of equations 5.1 and 5.2 is to validate the measure-
ment against the TPS calculation. The normalization to the maximum planned dose
serves to minimize high local deviations occurring in low dose regions, clinically not
interesting. For consistency to the clinical approach presented in section 5.2.1 and
to avoid not-significant outliers, the points with a dose gradient higher than 0.04
Gy/mm or with an expected dose lower than 0.1 Gy are excluded from the analysis.
A γ-index test with a pass-rate of 1mm/1% and 2mm/2% is performed to com-
pare the local dose difference between GATE and the TPS dose distribution with
suppressed dose below 1% for each beam. To assess any statistically significant de-
viation between TPS, GATE and measurements, the Wilcoxon paired signed rank
test [172] with a significance level set at 5% is performed for each clinical case. The
normality of each distribution is tested via the Shapiro-Wilk test [170, 171]. The
valid data set consist of 219 dose measurement for the CNS case, 93 dose measure-
ments for the prostate case and 97 dose measurements for the para-nasal case. In
particular, for the para-nasal case, the RaShi was used for half of the irradiation.
Therefore, this set of data is further divided into two sub-groups of 51 and 46 dose
values with and without RaShi, respectively.
5.3 Results and discussion
In most of the analyzed cases, the comparison between measurements and GATE
showed a very similar trend as the comparison between TPS and measured values
(see figure 5.5). Overall, for all the analyzed cases, the GATE results match with the
measured data as summarized in table 5.1 and table 5.2. Similar results have been
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Figure 5.5: example of a comparison TPS-measurements and GATE-measurements
for one of the irradiation of the CNS case showing how the independent system MC-
based follow a very similar trend to the clinically used TPS.
Clinical case ∆¯TPSABS ± SD(∆¯TPSABS) ∆¯GATEABS ± SD(∆¯GATEABS )
CNS 1.4%±1.5% 1.1%±1.2%
Para-nasal 1.2%±1.0% 1.3%±1.0%
Prostate 1.1%±1.3% 1.0%±0.8%
Para-nasal-RaShi 1.6%±1.0% 1.6%±0.8%
Table 5.2: analysis performed for the 4 cases according to equation 4.6 for TPS and
MC values, respectively.
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obtained with the TPS, independently from the clinical case or the dose algorithm
selected at the TPS. Maximum local deviation observed were found in the prostate
case for TPS (8.7%) and in the CNS case for GATE (8.0%). Despite the filtering
applied on the set of data in terms of dose gradient and low dose allowed, an outlier
of about -15% was found in the CNS case for the TPS prediction. A similar situation
was found for both dose engine in the para-nasal case. The outlier in the CNS case
was considered not significant for two reasons: on one hand, this particular point
correspond only to the 7.7% of the 1.34 Gy maximum dose calculated over the entire
dose distribution predicted by the TPS for this particular beam. On the other hand,
a high dose gradient region was found in the range of the considered point (from
0.038 up to 0.1 Gy/mm) which makes questionable the measured dose at that point.
The outlier observed in the para-nasal case was found to be a similar combination
of high dose gradient region and low dose values: about 10% of the maximum dose
(1.77 Gy) in 0.039 Gy/mm. In order to avoid outliers due to combined effect of
low dose values in the high gradient region, it could be useful the application of
dynamic filters on the data set instead of absolute ones. For example a filter on
the data points with dose values lower than 10% of the maximum dose, instead of
an absolute filter (0.1 Gy in this case) can further avoid not significant outliers in
the analysis of the deviations normalized at the measurement point. A different
normalization, for example to the maximum of the measured values in a particular
position, might also straiten this effect.
With respect to the irradiation when the RaShi is considered, a systematic devia-
tion of -1.5% was found in the average in the GATE calculations. A similar deviation
was observed in the calculation provided by the TPS. This offset was found to be
independent from the particular dose gradient at the measurement point (see figure
5.6). The figure 5.6 shows the influence of the gradient on the magnitude of the local
deviations observed for open beam measurements, with an evident spread starting
around the 0.04 Gy/mm dose gradient value. On the contrary, no dependency was
observed when the RaShi was considered. The agreement between the two differ-
ent dose engines suggests an intrinsic limitation of the MC model which currently
is not fully understood. According to the Wilcoxon paired signed rank test, this
deviation is not considered statistically significant. However, to better understand
this behavior it might help to increase the sample size i.e. to study further clinical
cases, considering the influence of the beam incident, the size of the target and the
distribution of the spot weight as a function of the energy.
The γ-index analysis performed on GATE and TPS distributions is summarized
in table 5.3. Overall, a 85.7% and 98.1% pass-rate at 1mm/1% and 2mm/2% was
found in average, respectively. The obtained results showed higher deviations com-
paring GATE and TPS in the prostate case when a finer pass-rate was used. This
result may support the hypothesis that for small deep-sited target the GATE sim-
ulations might reproduce the behavior observed during the dosimetric validation
presented in section 4.3.2 for the box10.
According to the Shapiro-Wilk test, the normality of the MC values ∆MC and
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Figure 5.6: local deviations from measured data calculated by TPS and GATE as a
function of the dose gradient at the measurement point. In this plot, the entire data
set is considered (neither filtering based on the gradient value nor on the expected
dose is applied).
TPS values ∆TPS could not be guaranteed within the significance level of 5% (p-
value<0.05) for every analyzed case. If the non-normality of the data is more obvious
for the para-nasal due to the sample size, for the CNS and the prostate case is mostly
linked to the presence of outliers as well as a right-skewness found in the distribu-
tion of the data set (see figure 5.7). The right-skewness behavior of the distributions
might be attributed to hidden correlation between measured and calculated quanti-
ties. On the other hand, this behavior might also be attributed to a residual of the
-2.7% re-scaling factor applied during the validation and commissioning processes.
The Wilcoxon statistical test was used to assess statistically significant differences
between every pair of distributions i.e. MC values and measured data, TPS values
and measured data, TPS values and MC values. None of the analyzed cases failed
the test (p-value always greater than significance level of 5%) meaning that the
analyzed samples are statistically equivalent.
5.4 Conclusions
The PSQA technique as well as the PSQA equipment used at MedAustron have
been presented. A MC-workflow concept was described in order to present the re-
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Figure 5.7: the skewness of the distribution of the data set is shown in the histograms
plot (above) for ∆MC and ∆TPS values evaluated for the CNS case. To better
display the slightly right-skewness for both TPS and MC data set, the Q-Q plot is
also reported (below). For clarity purpose, the outlier of -14.7% found with TPS
dose distribution is not reported in these graphs.
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Clinical case pass-rate 1mm/1% pass-rate 2mm/2%
CNS
min 84.0% 97.8%
max 93.2% 100.0%
average 88.5% 99.0%
Prostate
min 66.7% 95.0%
max 72.8% 99.5%
average 70.7% 95.9%
Para-nasal
min 89.4% 97.6%
max 92.5% 99.1%
average 91.0% 98.4%
Para-nasal-RaShi
min 92.4% 99.0%
max 93.4% 99.5%
average 93.0% 99.2%
Table 5.3: γ-index analysis performed on each dose distribution calculated by the
TPS and GATE.
calculation of a treatment plan via GATE calculation. The presented MC-workflow
was successfully applied to the PSQA procedures which have been reproduced in
GATE. Results have been compared to measured data as well as to TPS predic-
tions. The local deviations between GATE and measured data follow in many cases
the same trend of the deviations found for the TPS values. The impact of high
dose gradient values must be carefully correlated to the obtained results, especially
when measuring in low dose regions as it might lead to suspicious outliers. Overall,
GATE and the TPS provided statistically equivalent results. A -1.5% deviation from
measured data was found in average for both TPS and GATE when the RaShi was
considered. Further clinical cases must be considered in future in order to increase
the sample size of the data. In addition, new parameters such as the beam incident
and the impact of irregular target can be inserted in the validation process of GATE
as IDC.
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CHAPTER 6
Conclusion
In this PhD, an overview of the proton therapy treatments was presented, with em-
phasis on the importance of Monte-Carlo simulation for independent dose calculation
(IDC). Based on the MedAustron accelerator specifications, a detailed Monte-Carlo
modeling of the physical properties for a proton pencil beam was proposed and eval-
uated. The presented beam model considers the full nozzle design, meaning that
the source is described at the nozzle entrance. This choice, represents a significant
difference with the current literature, where a modeling method from the nozzle exit
was usually exploited.
The current clinical practice at MedAustron, explicitly required particular atten-
tion to the validation procedure in non-isocentric condition. The clinical treatments
are routinely delivered moving the patient towards the nozzle, which is a rather
uncommon clinical practice to reduce the lateral penumbra of the pencil beam. The
non-isocentric setup increases the treatment complexity and is a unique feature of
MedAustron. A 3D dosimetric validation under non-isocentric conditions with and
without the use of a range shifter was therefore a mandatory requirement. The
dosimetrical accuracy achieved by the beam model reached a maximum deviation
of -0.2% in the SOBP to measured data for the non-isocentric regular shaped three-
dimensional dose distribution with the use of a range shifter. The largest deviation
of -1.2% was found at the proximal position for the largest cubic dose distribution.
Considering the nozzle design in the simulation inevitably lead to higher compu-
tational time (about 20%). On the other hand, the presented beam model ensures
the clinical requirements of accuracy according to the MedAustron specifications
and it allows the characterization of the spray as well as of the low dose penumbra
as presented in details in a separate study called “Validation of electromagnetic and
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nuclear scattering models in GATE/Geant4 for proton therapy” [173].
The calibration of the beam model in absolute dose represents another key topic.
Typically, absolute calibration of the delivery system is performed in number of
particles and its interpretation in monitor units terms. In this work, we presented
the implementation of the beam model calibration in reference condition using a
newly developed formalism based on Dose-Area Product (DAP) measurements [131].
To our best knowledge, this was the first implementation of the DAP formalism in
clinical practice. Noteworthy, this part of the presented work, was submitted to
the Med. Phys. journal in a dedicate study called “A reference Monte Carlo beam
model of the MedAustron proton horizontal fixed beam line using GATE/Geant4”
[132].
The beam model developed in the framework of this PhD represents the core of
the MC dose calculation tool that will be used at MedAustron as IDC for the proton
horizontal beam line. After the beam model validation in 3D, the patient specific
quality assurance setup was successfully reproduced for all the selected clinical cases
within ±0.6% and up to -1.5% in case of range shifter. The presented results, fully
validate the clinical workflow necessary for plan treatment recalculation with GATE.
At the current status of the project, a deep commissioning program of GATE
considering more complex cases such as heterogeneous phantoms and the impact
of oblique incidence of the beam irradiation represent a future prospective. Based
on the presented work, it is underway to increase the clinical complexity to fur-
ther support the use of GATE for direct treatment plan verification. Further, new
possibilities for plan evaluation will be opened such as an accurate evaluation of
the treatment delivery uncertainties [68]. In future, new versions of GATE will be
available and different improvements of the current functionalities as well as new
implementations clinically oriented are planned1. For instance, GATE will be capa-
ble to fully simulate a gantry irradiation at any beam incident angle, to consider the
prompt-gamma analysis for in-vivo range verification and to provide studies in terms
of intra- and inter-fractional movements during treatment, particularly suitable to
GATE thanks to its capability of scoring over time.
In order to provide dose calculation in patient tissue, a deep validation of the
CT calibration curves is necessary. Three different protocols of the CT calibration
are currently implemented in GATE, depending on the clinical case (head, pelvis or
pediatric patients). The calibration is validated during the commissioning phase of
the TPS by measurements of the WET for different tissues. The same experimental
conditions can be reproduced by GATE in order to validate the implementation of
the CT calibration in the simulation. The MC dose calculation in the patient will
be inserted within the clinical workflow of MedAustron in order to provide support
to the medical physicist during clinical activities.
Last but not least, as dual facility, MedAustron is currently approaching its com-
missioning phase for carbon beams, which means that the beam model presented
with this PhD would serve as reference for the upcoming modeling and validation
1http://www.opengatecollaboration.org/GateRTion
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work of GATE for carbon treatments. In this case, new challenges will be faced. For
instance, contrary to protons where the MCS scattering has a crucial impact, the
physics list selection has to carefully evaluated for the simulations as it will affect
the energy spectra at different depths and therefore, the typical fragmentation tail
beyond the Bragg peak as well as the halo. For carbon simulations, an optimiza-
tion of the simulation setting for carbon must also be performed to do not incur
into computational deficiencies. Eventually, a deep verification post-irradiation is
also possible with carbon treatments thanks to tissue activation and PET imaging
analysis, perfectly compatible with GATE functionalities.
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CHAPTER 7
Re´sume´ en franc¸ais
7.1 Introduction
En 2015, environ 90.5 millions de personnes souffraient d’un cancer ,et chaque anne´e
on de´nombrait environ 14.1 millions de nouveaux cas de cancer1 [1, 2]. Le cancer
cause environ 8.8 millions de de´ce`s, ce qui correspond a` 15.7% des de´ce`s [3]. Chez
les enfants, la leuce´mie lymphoblastique aigue¨ et les tumeurs ce´re´brales sont les can-
cers les plus courants. Une exception est repre´sente´e par l’Afrique ou` le lymphome
non hodgkinien survient plus souvent que les tumeurs ce´re´brales et en 2012, envi-
ron 165,000 enfants de moins de 15 ans ont rec¸u un diagnostic de cancer [2]. En
Autriche, environ 39,000 personnes de´veloppent un cancer chaque anne´e [4]. Meˆme
si les hommes sont le´ge`rement plus touche´s que les femmes, pour les deux sexes,
les maladies tumorales malignes sont la deuxie`me cause de de´ce`s la plus fre´quente,
pre´ce´de´e par les maladies cardiovasculaires [4]. Selon les estimations actuelles, deux
personnes sur cinq auront un jour ou l’autre un cancer au cours de leur vie [5].
Trois principales techniques de traitement du cancer sont couramment utilise´es : la
chirurgie, la chimiothe´rapie (traitement syste´mique) et la radiothe´rapie. Le choix
de ces trois the´rapies de´pend de nombreux facteurs, par exemple la localisation de
la tumeur, le stade de la maladie et l’anamne`se du patient. Dans la mesure du
possible, une re´section comple`te de la tumeur aboutit a` un traitement curatif dans
la plupart des cas, sans dommage importants pour les tissus sains. Cependant, la
capacite´ des cellules malignes a` se me´tastaser sur des sites adjacents conduit a` des
micro-me´tastases difficiles a` de´tecter. Par conse´quent, des traitements coadjuvants
et adjuvants sont alors ne´cessaires pour augmenter la probabilite´ de controˆle de la
1les cancers de la peau autres que le me´lanome ne sont pas pris en compte.
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tumeur. D’autre part, le traitement syste´mique et la radiothe´rapie peuvent aussi
parfois avoir un effet ne´gatif en raison d’effets secondaires non ne´gligeables [6]. De
nouvelles techniques et me´thodes contre le cancer sont constamment e´tudie´es par
la recherche moderne afin d’augmenter la probabilite´ de controˆle de la tumeur et
de re´duire les effets secondaires ine´vitables. A cet e´gard, la the´rapie par rayon-
nement a joue´ un roˆle important en tant qu’alternative valable depuis plus de 60
ans. Au cours de cette pe´riode, des ame´liorations techniques remarquables ainsi que
des re´sultats cliniques ont e´te´ obtenus dans le domaine de la radiothe´rapie conven-
tionnelle par faisceau de photon et la the´rapie par faisceau d’ions lourds. Dans ce
qui suit, quelques conside´rations ge´ne´rales sont pre´sente´es en guise d’introduction a`
ce manuscrit. Sauf indication contraire, les concepts donne´s ne s’appliquent qu’a` la
proton the´rapie.
7.1.1 Simulation de Monte Carlo en la proton the´rapie
Avoir une technique supe´rieure et avance´e pour le traitement du cancer, comme
le proton the´rapie, ne garantit pas un traitement re´ussi en soi. Les incertitudes
ine´vitables lie´es au processus de planification du traitement et a` l’administration de
la dose sont hautement responsables de l’exactitude et de la pre´cision que l’on peut
atteindre. Un changement significatif de la probabilite´ de controˆle de la tumeur
peut eˆtre induit par une variation de 7 a` 10% de la dose au volume cible [46]. Par
conse´quent, il est essentiel d’e´valuer que l’ensemble du syste`me the´rapeutique est
capable d’administrer une dose a` la re´gion d’inte´reˆt dans les 5 % de la dose prescrite
[46].
La chaˆıne des processus qui me`nent a` un traitement re´ussi est ge´ne´ralement
longue et complexe. Le de´roulement du travail clinique comporte de nombreuses
e´tapes comme l’immobilisation et la mise en place du patient, la de´limitation du
contour des organes a` risque et des organes d’inte´reˆt, l’imagerie diagnostique du
patient et le mouvement intra-fractionnel des organes, pour ne citer que quelques
exemples. Chacune des e´tapes repre´sente une source potentielle d’erreur et parfois, la
situation peut eˆtre encore plus complexe puisqu’une seule e´tape peut eˆtre compose´e
de plusieurs sous-e´tapes.
En tant que partie inte´grante du flux de travail clinique, un moteur de calcul
de dose doit e´galement re´pondre aux exigences de pre´cision. En proton the´rapie,
et en particulier en proton the´rapie par balayage, il existe essentiellement trois
classes d’algorithmes de calcul de dose [8, 48]: ray casting, pencil beam et me´thodes
de Monte Carlo (MC). En ge´ne´ral, chacun des algorithmes utilise´s pour le calcul
des doses traite d’approximations diffe´rentes a` des niveaux diffe´rents. Une fois
l’approximation introduite, elle entraˆıne ine´vitablement des incertitudes dont il faut
tenir compte. Un point crucial dans les incertitudes d’un algorithme de calcul de
dose est la fac¸on dont il traite l’he´te´roge´ne´ite´ des tissus du patient. Par exem-
ple, l’algorithme de lance´ de rayons conside`re comme e´le´ment le plus petit pour le
calcul de la dose le pencil beam physique et, pour tenir compte de l’he´te´roge´ne´ite´
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dans la direction du champ, il met a` l’e´chelle la Water Equivalent Depth (WED)
de chaque point de calcul de la grille de dose [8, 48]. L’algorithme moderne du
pencil beam introduit une ame´lioration de cette approche graˆce a` la technique du
sub-spot [49]. Cependant, les incertitudes dosime´triques chez les patients peuvent
encore eˆtre possibles en raison, par exemple, des implants marqueurs et des mi-
lieux tre`s he´te´roge`nes [50]. De nos jours, l’algorithme du pencil beam permet la
repre´sentation la plus pragmatique du transport de particules dans le milieu [8] et
il est cliniquement utilise´ dans la plupart des syste`mes de planification du traite-
ment (TPS) utilise´s pour le calcul des doses. Ne´anmoins, des sce´narios spe´cifiques
pourraient conduire a` une pre´cision plus faible de la distribution de dose pre´vue et,
par conse´quent, une approche plus pre´cise est ne´cessaire. Pour l’instant, seuls les
algorithmes MC sont capables de fournir une alternative valable a` ce proble`me graˆce
a` son approche non-analytique. Malgre´ un temps de calcul plus long, un calcul MC
peut mieux tenir compte des proble`mes d’he´te´roge´ne´ite´ des tissus du patient.
Les me´thodes MC applique´es a` la proton the´rapie ame´liorent non seulement la
pre´cision du calcul de la dose, mais fournissent e´galement des informations utiles
qui ne peuvent eˆtre obtenues autrement. Une e´valuation approfondie des incer-
titudes lie´es aux traitements cliniques [51, 52] est une e´tape cruciale vers une
meilleure qualite´ de traitement. Par exemple, une analyse de´taille´e des incertitudes
de l’intervalle pourrait entraˆıner une re´duction de la marge de se´curite´ applique´e au
cours du processus de planification et, par conse´quent, une diminution des compli-
cations tissulaires normales [53]. Cependant, meˆme les me´thodes MC sont affecte´es
par des incertitudes ine´vitables qui doivent eˆtre prises en compte.
Selon [53], les incertitudes typiques pour les calculs des MC peuvent eˆtre
inde´pendantes du calcul de la dose, comme la configuration du patient ou la repro-
ductibilite´ du faisceau, ou de´pendent du calcul de la dose. En ce qui concerne les in-
certitudes de´pendantes du calcul de la dose, deux contributions sont surtout aborde´es
[53]: les de´finitions de la ge´ome´trie du patient base´es sur la TDM et l’algorithme de
dose lui-meˆme. La premie`re implique la calibration du scanner ainsi que la conver-
sion de l’unite´ de Hounsfield (HU) en puissance d’arreˆt relative ou en composition de
mate´riau, tandis que la seconde implique principalement les incertitudes de sections
efficaces ainsi que la mise en œuvre de mode`les physiques [53].
7.1.2 A propos de ce projet
En de´cembre 2014, une collaboration internationale entre le laboratoire CREATIS
du centre Le´on Be´rard a` Lyon (France) et le centre d’hadronthe´rapie MedAustron a`
Wiener Neustadt (Autriche) est lance´e. La collaboration vise a` la mise en œuvre de
la boˆıte a` outils GATE au niveau clinique, conforme´ment a` la pratique clinique et aux
spe´cifications de MedAustron. La possibilite´ d’e´tablir un workflow clinique base´ sur
le recalcule par GATE est sugge´re´e pour la premie`re fois en 2011, lors d’un pre´ce´dent
projet de doctorat, ou` un cas clinique de traitement protonique a e´te´ reproduit dans
GATE pour une installation base´e sur un cyclotron [73]. Dans cette the`se, les con-
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cepts de base de proton the´rapie (chapitre 2) sont aborde´s dans un premier temps.
Dans le troisie`me chapitre, une description de l’installation d’ions le´gers MedAus-
tron est fournie, avec un accent particulier sur le syste`me d’e´mission du faisceau et
le TPS. Une partie conside´rable du projet a e´te´ consacre´e a` la mode´lisation du fais-
ceau du pencil beam a` protons, dont il est question dans le quatrie`me chapitre. Dans
le chapitre 5, les proce´dures utilise´es a` MedAustron pour la ve´rification du traite-
ment des patients sont de´crites afin de montrer une application clinique directe des
simulations GATE a` MedAustron. De plus, les plans de ve´rification du traitement
des patients recalcule´s par GATE repre´sentent une premie`re application du syste`me
GATE en tant que independent dose calculation system (IDC) a` MedAustron.
7.2 Concepts de base pour la proton the´rapie
Dans ce chapitre, une introduction aux concepts physiques et biologiques de base de
la proton the´rapie est donne´e, principalement en comparaison avec la radiothe´rapie
conventionnelle. Les sections sont oriente´es respectivement vers la physique, la ra-
diobiologie et la dosime´trie afin de donner au lecteur les e´le´ments ne´cessaires a` la
compre´hension de base du travail pre´sente´.
7.2.1 Physique du pencil beam a` protons
D’un point de vue de la physique classique, la description de l’interaction entre les
particules implique deux parame`tres fondamentaux : le parame`tre d’impact b et le
rayon atomique a (voir la figure 7.1). Pour simplifier, la relation re´ciproque entre a
et b e´tablit diffe´rent type d’interactions [80]:
 soft collision pour b >> a ;
 hard collision ( ou knock-on) pour b ' a ;
 nuclear interaction pour b << a .
En cas de soft collision, tout le nuage e´lectronique de l’atome cible interagit avec
le champ de Coulomb de la particule incidente, provoquant une excitation ou, plus
rarement, une ionisation de l’atome cible [80]. En cas de collision violente, un
proton interagit avec les coquilles internes de l’atome cible (voir figure 7.1-(B)).
Ce processus peut eˆtre suivi de nombreux processus diffe´rents tels que l’e´mission
d’e´lectrons e´nerge´tiques (δ-ray) ainsi que l’e´mission de rayons X caracte´ristiques
et d’un e´lectron Auger [80]. Une hard collision avec le noyau de l’atome cible est
e´galement possible (voir figure 7.1-(C)). Finalement, la condition b << a indique
surtout une nuclear interaction, c’est-a`-dire une interaction avec le noyau de l’atome
(voir figure 7.1-(D)). Chaque type de collision peut eˆtre classe´ comme collision elastic
ou non-elastic, que l’e´nergie cine´tique implique´e pendant le processus soit conserve´e
ou non. En ce qui concerne les interactions nucle´aires non-elastic, il est possible
de faire la distinction de collisions dites inelastic, pour lesquelles le noyau final est
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Figure 7.1: illustration des processus d’interaction des protons selon l’interpre´tation
classique : (A) repre´sentation d’une collision douce entre un proton incident et un
atome cible ou` le parame`tre d’impact b et le rayon atomique classique a ont e´te´ mis
en e´vidence, (B) perte d’e´nergie par des interactions de Coulomb ine´lastiques pour
une collision dure, (C) de´viation de la trajectoire du proton par diffusion e´lastique de
Coulomb re´pulsive avec noyau (collision dure), (D) e´limination du proton primaire
et cre´ation des particules secondaires par interaction nucle´aire non e´lastique (p :
proton, e : e´lectron, n : neutron, γ: rayons gamma). Adapte´ de [50].
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le meˆme que le noyau bombarde´ [81]. Toutes les particularite´s et les avantages
importants d’un traitement protonique par rapport a` un traitement photonique,
reposent sur les me´canismes physiques par lesquels un proton interagit avec un
atome.
Le taux de perte d’e´nergie des particules charge´es est de´fini comme le rapport
entre dE et dx, ou` E est la perte d’e´nergie moyenne et x est la profondeur. La
premie`re the´orie physiquemLe taux de perte d’e´nergie des particules charge´es est
de´fini comme le rapport entre dE et dx, ou` E est la perte d’e´nergie moyenne et x
est la profondeur. La premie`re the´orie physiquement comple`te a` de´crire le linear
stopping power (ou puissance d’arreˆt line´aire) est attribue´e a` Bohr en 1915 [82].
Une formule pre´cise de´crivant la stopping power e´lectronique et tenant compte des
effets de me´canique quantique est attribue´e a` Bethe [84] et Bloch [85]:
(
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(7.1)
ou` NA est le nombre d’Avogadro, re est le rayon d’e´lectron classique, me est la
masse d’un e´lectron, z est la charge du projectile, Z est le nume´ro atomique du
mate´riau absorbant, A est le poids atomique du mate´riau absorbant et I est le
potentiel moyen d’excitation du mate´riau absorbant. Dans l’e´quation 7.1 le mate´riau
de l’absorbeur peut aussi fortement influencer le taux de perte d’e´nergie par la
contribution de la densite´ massique. La forte de´pendance de la densite´ du mate´riau
ρ justifie l’utilisation plus pratique de la mass stopping power.
Dans la formule 7.1 sont e´galement exprime´s deux termes de correction impor-
tants: δ qui repre´sente la correction de densite´ re´sultant du blindage des e´lectrons
e´loigne´s par des e´lectrons proches, ce qui entraˆıne ge´ne´ralement une re´duction des
pertes d’e´nergie aux e´nergies supe´rieures, et le terme 2C/Z qui repre´sente la correc-
tion d’enveloppe, important uniquement pour les faibles e´nergies ou` la vitesse des
particules est proche de celle des e´lectrons atomiques [50]. Le terme Wmax exprime
l’e´nergie maximale transfe´re´e lors d’un seul choc ou d’un choc.
Les protons primaires traversent le milieu jusqu’a` ce qu’ils se neutralisent
comple`tement a` la fin de leur trajet. La plage finale de´pend uniquement de l’e´nergie
initiale et du taux moyen de perte d’e´nergie dans le fluide. Il est donc possible
d’exprimer le trajet moyen d’une particule charge´e dans la matie`re par en inte´grant
l’e´quation 7.1. Les fluctuations statistiques de la perte d’e´nergie pour chaque partic-
ule incidente impliquent une dispersion dans la gamme des particules. Ce phe´nome`ne
est a` l’origine de ce que l’on appelle range straggling, qui provoque l’e´largissement
du pic de Bragg en fonction de la profondeur (voir figure 7.1).
D’un point de vue classique, un proton passant pre`s du noyau atomique peut
de´vier sa trajectoire originale en raison des interactions e´lastiques de Coulomb.
Selon la the´orie de Molie`re [90], la multiple Coulomb scattering (MCS) peut eˆtre
caracte´rise´e comme une conse´quence de plusieurs e´ve´nements de diffusion avec une
de´viation de la direction de l’incident due a` de petits angles hautement probables.
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Figure 7.2: exemple de la range straggling pour les protons. Les de´poˆts
d’e´nergie pour cinq e´nergies cliniques repre´sentatives sont calcule´s dans l’eau par
GATE/Geant4 [56, 57, 63, 64] et trace´s en fonction de la plage re´siduelle. On peut
remarquer que l’e´largissement de la largeur du pic de Bragg augmente en raison des
phe´nome`nes de range straggling.
Si l’on ne´glige la probabilite´ d’avoir des e´carts e´leve´s, on sait que la distribution
due a` la diffusion de petits angles (moins de 10°) est de forme presque gaussienne
[91] avec une seule queue de diffusion (core region [92]). De grands e´ve´nements de
diffusion unique, bien que rares, provoquent la distorsion d’une distribution gaussi-
enne a` queue unique, caracte´risant l’enveloppe externe du noyau, appele´e halo [92]
(voir figure 7.3). En ce qui concerne lateral spread, trois aspects remarquables sont
importants:
 l’angle de diffusion augmente conside´rablement avec la profondeur;
 les faisceaux a` faible e´nergie diffusent plus que les faisceaux a` haute e´nergie;
 les ions plus lourds dispersent moins d’ions que les ions plus le´gers.
Dans la figure 7.4 sont illustre´s les comportements cite´s.
7.3 Le centre d’hadronthe´rapie MedAustron
Le centre d’hadrontherapie MedAustron, construit a` Wiener Neustadt (Autriche),
a commence´ ses ope´rations cliniques en de´cembre 2016. L’objectif de l’installation
n’est pas seulement de traiter le cancer, mais aussi d’effectuer de la recherche de
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Figure 7.3: repre´sentation des re´gions de dose pour un pencil beam a` protons pro-
pose´e dans [92].
Figure 7.4: simulation d’un faisceau de protons et d’ions carbone a` diffe´rentes
e´nergies et a` travers diffe´rents mate´riaux. La simulation est initialise´e pour
un FWHM fixe au niveau de la source et montre les diffe´rents comportements
d’e´talement late´ral du faisceau en fonction de la profondeur [95].
Cette thèse est accessible à l'adresse : http://theses.insa-lyon.fr/publication/2019LYSEI002/these.pdf 
© [A. Elia], [2019], INSA Lyon, tous droits réservés
7. Re´sume´ en franc¸ais 93
pointe sur les the´rapies par faisceaux d’ions le´gers. Le centre est conc¸u pour deux
types de particules, ce qui signifie que l’irradiation par protons et par ions carbone
est disponible cliniquement. En juillet 2018, environ 25 patients par jour ont e´te´
traite´s avec des protons pendant que des activite´s de mise en service (commissioning)
du faisceau de carbone e´te´ mene´es en paralle`le. Un total d’environ 1200 patients
traite´s par an devrait eˆtre atteint lorsque le centre sera en pleine capacite´ clinique.
[115].
Le projet MedAustron s’appuie sur l’expe´rience europe´enne d’autres installa-
tions d’hadronthe´rapie a` deux types de particules. Au moment de la re´daction
de ce manuscrit, seules quatre installations doubles sont actuellement en service
en Europe: Heidelberg Ionenstrahl Therapiezentrum (HIT) (Allemagne), Marburg
Ionenenstrahl Therapiezentrum (MIT) (Allemagne), Centro Nazionale di Adroter-
apia Oncologica (CNAO) a` Pavie (Italie) et MedAustron. Ce chapitre donne un
aperc¸u technique du dispositif pre´sent a` MedAustron.
Le MedAustron Particle Therapy System (MAPTS) est le syste`me me´dical
inte´gre´ dans l’ensemble de l’e´tablissement. Il est compose´ de plusieurs sous-syste`mes
qui agissent inde´pendamment et de manie`re synchronise´e. Une description de´taille´e
du MAPTS n’entre pas dans le cadre du pre´sent rapport, mais il convient de
mentionner d’importants e´le´ments tels que l’acce´le´rateur de particules MedAustron
(MAPTA), le syste`me de controˆle de la dose (DDS) et le syste`me d’alignement des
patients (PAS). Dans ce rapport, l’accent est mis sur la partie distribution du fais-
ceau. Le MAPTS de´livre le faisceau au total dans quatre salles d’irradiation (IR).
Trois salles (IR2, IR3, IR4) sont de´die´es aux traitements des patients et une salle
(IR1), a` la recherche non clinique (NCR) et dispose d’un faisceau protons jusqu’a`
800 MeV. Les protons et les ions carbones sont disponibles dans toutes les salles a`
l’exception de l’IR4 car elle est e´quipe´e d’un gantry pour faisceau protons unique-
ment. La salle IR3 est alimente´e par une ligne de faisceau horizontale uniquement,
tandis que l’IR2 dispose en plus d’une ligne de faisceau verticale.
Il convient de noter que le PAS a e´te´ de´veloppe´ dans le cadre d’une coope´ration
entre MedAustron, Buck Engineering and Consulting GmbH a` Reutlingen (Alle-
magne) et MedPhoton GmbH a` Salzbourg (Autriche), et est installe´ dans chacune
des IR. Le PAS se compose d’un robot monte´ au plafond e´quipe´ d’un syste`me an-
nulaire d’imagerie monte´ sur table compose´ d’une source de rayons X (60-120 kV)
et d’un de´tecteur plan (voir figure7.5). Une grande varie´te´ de mouvements de la
table est possible, jusqu’a` 7 degre´s de liberte´. Une translation supple´mentaire est
disponible graˆce a` l’axe line´aire qui permet de de´placer le patient vers la teˆte de
traitement, avec un de´battement de robot re´duit. Le syste`me d’imagerie monte´
sur la table permet de corriger directement et avec finesse l’alignement du pa-
tient [116]. La technique de traitement non isocentrique est couramment utilise´e
a` MedAustron et elle doit eˆtre exe´cute´e avec soin car la pre´cision du PPS peut
eˆtre re´duite en s’e´loignant de l’isocentre. De plus, comme l’e´loignement du patient
de l’isocentre n’est pas une pratique clinique courante, il ne´cessite un commission-
ing supple´mentaire. D’autre part, les traitements non isocentriques ame´liorent la
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Figure 7.5: simulation d’un faisceau de protons et d’ions carbone a` diffe´rentes
e´nergies et a` travers diffe´rents mate´riaux. La simulation est initialise´e pour une
FWHM fixe au niveau de la source et montre les diffe´rentes distributions late´rales
du faisceau en fonction de la profondeur [95].
pre´cision dosime´trique si l’on utilise le range shifter.
7.3.1 Beam delivery syste`me
Le syste`me de de´livrance du faisceau ou Beam Devery System (BDS) se compose de
deux parties: un syste`me base´ sur le synchrotron inspire´ de la conception du PIMMS
[117] et la teˆte de traitement. Les traitements sont effectue´s a` l’aide de la technique
de balayage ponctuel quasi-discret, mise en œuvre pour l’e´mission dynamique du
faisceau [75]. La tumeur est subdivise´e en tranches (slice), c’est-a`-dire en re´gions
de volume tumoral irradie´es par des particules de meˆmes e´nergies (energy layer).
Chaque tranche est ensuite balaye´e dans le plan transversal par rapport a` la direction
du faisceau. Chaque tranche est ensuite balaye´e au-dessus du plan transversal par
rapport a` la direction du faisceau.
Dans les salles de traitement cliniques, au totale 255 e´nergies sont disponibles
entre 62.4 et 252.7 MeV (parcours dans l’eau compris entre 3 et 38 cm avec des pas de
1 mm jusqu’a` 18.8 cm et de 2 mm au dela`) [119]. Sur les 255 e´nergies disponibles, des
sous-ensembles d’e´nergies espace´es re´gulie`res ont e´te´ de´finis: 20 e´nergies ‘majeures’
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Table 7.1: re´sume´ des sous-cate´gories pour les e´nergies livrables par le BDS.
utilise´es pour l’acceptante de l’acce´le´rateur, l’acquisition des donne´es de base et de
mode´lisation du faisceau pour le TPS, 5 e´nergies ‘cle´s’ repre´sentatives des 255 pour
toute mesure rapide de donne´es de base, 9 e´nergies ‘d’e´talonnage’ utilise´es pour la
calibration du DDS et du TPS, et 4 e´nergies de ve´rification pour ve´rifier le mode`le
du faisceau avec un absorber . La liste des energies est re´sume´e dans le tableau
suivant 7.1.
Afin d’assurer la se´curite´ des patients et d’effectuer un diagnostic en ligne du
faisceau de traitement, chacune des quatre lignes de faisceaux est e´quipe´e de deux
syste`mes de surveillance de la dose : le syste`me de controˆle de la dose (DDS) et
syste`me de terminaison inde´pendant (ITS). Le DDS utilise´ a` MedAustron est base´
sur la conception de celui de CNAO [120] et il contient plusieurs moniteurs de fais-
ceau qui surveillent et controˆlent dynamiquement diffe´rents parame`tres du faisceau
tels que la position, la taille et le nombre de particules du spot de faisceau. Un
sche´ma de l’ensemble de la conception de la teˆte de traitement est illustre´ sur la fig-
ure 7.6. Bien que l’ITS et le DDS soient deux syste`mes comple`tement inde´pendants,
le DDS est e´galement divise´ en deux parties inde´pendantes (Box), BOX1 et BOX2.
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Figure 7.6: repre´sentation sche´matique de la teˆte de traitement MedAustron (noz-
zle). Il contient une feneˆtre a` vide a` double feuille, le syste`me de terminaison
inde´pendant (ITS), les deux boxes du syste`me de controˆle de la dose (DDS) et
la feneˆtre de protection de la fin de la teˆte de traitement. Les e´le´ments passifs, deux
filtres d’ondulation (ripple filters) et un absorbeur (range shifter) sont e´galement
repre´sente´s.
En cas d’erreur mesure´es par une des Box, par exemple des e´carts importants de
de´compte de particules ou des erreurs de position du faisceau supe´rieures a` 2.3 mm,
le DDS de´clenche le syste`me de se´curite´ qui stoppe le traitement.
Des aimants spe´cifiques, appele´s aimants de balayage, de´placent en continu le
faisceau d’un point a` l’autre sur chaque tranche (balayage quasi-discret) avec une
vitesse qui de´pend de l’e´nergie du faisceau (370 m/s au maximum pour les protons
de 62.4 MeV) et avec une pre´cision de 0.2mm ge´ne´ralement meilleure que 1 mm.
De`s que la totalite´ de la tranche est irradie´e, l’e´nergie du faisceau diminue afin de
passer a` la tranche proximale suivante. Contrairement a` la technique passive ou` des
compensateurs sont intercale´s dans la teˆte de traiment pour diminuer l’e´nergie, la
technique active e´vite d’exposer le patient a` des doses inde´sirables dues au spectre
secondaire produit dans les compensateurs.
Les e´le´ments passifs tels que les filtres d’ondulation (ripple filters) et l’absorbeur
(range shifter) sont directement inte´gre´s dans la conception de la teˆte de traitement.
Le range shifter est utilise´ a` la fois pour les ions carbones et pour les protons dans les
cas ou` la cible est situe´e a` de tre`s faibles profondeurs, non atteignable avec l’e´nergie
minimale.
7.3.2 Syste`mes de calcul de dose
Un syste`me de planification du traitement (TPS) est couramment utilise´ dans la
pratique clinique pour calculer les diffe´rentes configurations de doses en fonction de
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contraintes spe´cifiques. Le TPS utilise´ chez MedAustron est RayStation (RS) (Ray-
Search Laboratories, Stockholm, Sue`de), capable d’e´tablir un plan de traitement
protons et ions carbone par balayage actif (pencil beam scanned ou PBS). RS prend
en charge diffe´rents models de calcul de la dose, mais deux en particulier pre´sentent
un inte´reˆt pour la porte´e du pre´sent rapport: l’algorithme pencil beam et le model
de dose base´ sur Monte-Carlo (MC). Le premier est largement utilise´ dans le cadre
du calcul de la dose par protons [49, 48, 94, 123, 124, 125, 126, 127, 128] tandis que
le second est mis en œuvre par le laboratoire RaySearch pour offrir une approche
plus pre´cise a` l’utilisateur, malgre´ un temps de calcul plus e´leve´ [128].
Dans la me´thode du pencil beam, la fluence de protons est subdivise´e en un grand
nombre de mini-faisceaux rapproche´s, appele´ pencil beam [128]. Les parame`tres de
l’espace de phase sont transporte´s le long de l’axe central de chacun des faisceaux
de crayons, ce qui explique la perte d’e´nergie, le MCS et la diffusion nucle´aire non
e´lastique [128]. Le model de dose MC imple´mente´ dans RS n’est supporte´ par aucune
boˆıte a` outils MC commune et simule le transport des particules a` travers le milieu
par la me´thode dite random hinge [128]. Le transport prend en compte la perte
d’e´nergie, les phe´nome`nes de retard e´nerge´tique ou straggling, le MCS et l’interaction
nucle´aire non e´lastique d’une manie`re plus pre´cise que l’algorithme pencil beam, d’ou`
un temps de calcul plus e´leve´.
7.4 Caracte´risation de la ligne fixe du faisceau de pro-
tons MedAustron
Pour l’e´mission du faisceau de protons, l’espace entre la feneˆtre de sortie de la nozzle
et le patient peut agrandir la pe´nombre late´rale et re´duire la pre´cision de l’algorithme
du faisceau de protons, surtout si l’on conside`re le range shifter (RaShi) [49, 130].
Une solution possible pour re´duire l’espace dans la pratique clinique est de de´placer
le patient vers la sortie de la nozzle. Les outils de simulation de Monte Carlo (MC)
sont souvent utilise´s pour le calcul inde´pendant des doses, car ils peuvent fournir
des informations utiles qui ne peuvent eˆtre obtenues autrement [72, 133, 134, 135].
Cependant, tout moteur de calcul de dose inde´pendant doit eˆtre soigneusement
caracte´rise´ et valide´ avant sa mise en œuvre dans des applications cliniques. La
caracte´risation typique d’un faisceau de protons peut eˆtre effectue´e sur la base de
courbes de dose de profondeur mesure´es, de cartes de spots mesure´es a` diffe´rents
intervalles d’air et de mesures de dose en condition de re´fe´rence [69, 124, 136]. Dans
la litte´rature, diffe´rentes me´thodes de mode´lisation du pencil beam a` protons ont e´te´
propose´es en fonction des types de code MC et des caracte´ristiques de la ligne de
faisceau [72, 69, 136, 137, 138, 139]. Pour les syste`mes a` balayage actif, les simula-
tions pre´cises d’un pencil beam a` protons ne´cessitent une connaissance approfondie
des proprie´te´s optiques du pencil beam car la corre´lation entre la position des protons
et la dispersion angulaire (e´mission du faisceau) ne peut eˆtre ne´glige´e a priori [72].
L’omission de la simulation de la ge´ome´trie de la nozzle permet une mode´lisation
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empirique du pencil beam avec une re´duction supple´mentaire en temps de calcul
[136, 137, 139]. Ne´anmoins, cette approche ne´cessite des corrections supple´mentaires
[49, 140] pour tenir compte des particules primaires et secondaires diffuse´es simples
a` grand angle produites dans les composants des nozzles [74, 94, 136].
7.4.1 Mesures expe´rimentales
Le mode`le de faisceau MC propose´ est base´ sur des fonctions analytiques avec des
valeurs de parame`tres de´rive´es de donne´es de mesures expe´rimentales. Les donne´es
expe´rimentales utilise´es pour la mode´lisation des faisceaux ont e´te´ acquises au cours
des activite´s de mise en service de la physique me´dicale. Une partie de ces donne´es
consiste en des profils transversesacquis en termes de FWHM a` sept intervalles d’air
en utilisant le cristal scintillant Lynx (IBA-dosime´trie). Les positions de mesure
seront de´signe´es comme suit: ISD+20cm, ISD0, ISD-20cm, ISD-30cm, ISD-40cm,
ISD-50cm et ISD-58cm ou` la surface ISocenter to Detector (ISD) avec valeur ne´gative
est vers la nozzle (entrefer re´duit entre la nozzle et le patient). D’autres cartes
ponctuelles ont e´te´ acquises a` ISD0, ISD-30cm, ISD-40cm, ISD-50cm et ISD-58cm
lorsque le RaShi e´tait en place pour 4 e´nergies de ve´rification (97.4, 124.7, 148.2,
198 MeV). D’autres donne´es consistent en des profils de dose en profondeur acquis
dans l’eau a` l’isocentre a` l’aide du fantoˆme d’eau MP3-PL (PTW, Freiburg) avec la
chambre de pic de Bragg TM 34070 (diame`tre des e´lectrodes de 81,6 ± 0,2 mm).
De plus, le MP3-PL a e´te´ aligne´ a` ISD-50cm lorsque les mesures utilisant le RaShi
ont e´te´ acquises pour les 4 e´nergies de ve´rification. En ce qui concerne la calibration
des chambres moniteurs de faisceau en condition de re´fe´rence, la dose absorbe´e dans
l’eau a e´te´ mesure´e en une seule couche uniforme de 12x12 cm 2 pour 9 e´nergies
d’e´talonnage (62.4, 81.3, 97.4, 124.7, 148.2, 179.2, 198, 224.2 et 252.7 MeV) en
utilisant le protocole IAEA TRS-398. Des mesures tridimensionnelles de distribution
de dose de forme cubique ont e´te´ effectue´es dans l’eau en utilisant 24 chambres
d’ionisation TM 31015 (type PinPoint avec volume de mesure 0.03 cm3 et rayon
1.49 mm, PTW, Freiburg) caracte´rise´es en faisceau de protons. Les 24 PinPoints
ont e´te´ monte´es dans un support (bloc 3D) fixe´ au me´canisme mobile du fantoˆme
d’eau MP3-PL, permettant une ve´rification quasi tridimensionnelle de la distribution
des doses de´livre´es. Les boˆıtes Box6(0,0,6), box8(0,0,15) et box10(0,0,25) ont e´te´
de´livre´es a` l’isocentre ou` la boˆıte de notationN(0,0,Z) repre´sente une distribution de
dose cubique avec une longueur late´rale de N cm et son centre place´ a` la profondeur
e´quivalente en eau Z. Une quatrie`me box, la box6(0,0,5) a e´te´ de´livre´e pour des
conditions non isocentriques (ISD-50cm) utilisant un RaShi.
7.4.2 Me´thode de mode´lisation et validation
GATE v7.2 avec Geant4 v10.02 ont e´te´ utilise´s. L’e´nergie d’excitation moyenne de
l’eau Iw a e´te´ re´gle´e a` 78 eV. Pour la mode´lisation de l’optique du faisceau et le
des simulations de dose en profondeur. Le constructeur physique QBBC EMZ a e´te´
se´lectionne´. Les parame`tres optiques du faisceau ont e´te´ adapte´s de fac¸on ite´rative
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pour minimiser (jusqu’a` 0.2 mm dans la mesure du possible) les diffe´rences entre la
FWHM mesure´e et la FWHM simule´e. La tole´rance de 1 mm en e´cart absolu et
de 10% en termes relatifs a e´te´ prise en compte pour les cinq e´nergies cle´s (62.4,
97.4, 148.2, 198, 252.7 MeV), selon la pratique clinique a` MedAustron. Finalement,
les parame`tres du faisceau (taille du spot, divergence du faisceau et e´mittence du
faisceau) ont e´te´ de´crits sur toute la gamme d’e´nergie clinique par un ajustement
polynomial du nie`me ordre aux cinq e´nergies cle´s, avec n de 1 a` 8 en fonction du
parame`tre spe´cifique. Au total, 280 e´valuations des diffe´rences re´siduelles ont e´te´
effectue´es a` cette e´tape de l’e´tude en termes absolus et relatifs. La meˆme e´valuation
des diffe´rences re´siduelles a e´te´ effectue´e sur 4 e´nergies de ve´rification (97.4, 124.7,
148.2 et 198 MeV) avec RaShi a` 5 entrefer. Les proprie´te´s e´nerge´tiques ont e´te´
estime´es par une proce´dure ite´rative pour faire correspondre les simulations MC
avec les mesures en termes de parcours physique (R80) et de largeur de pic de
Bragg a` 80%. (BPW80). D’autres parame`tres ont e´te´ e´value´s : parcours clinique
(R90) et parcours pratique (Rp) de´finie comme e´tant le niveau de dose de 90% et
de 10%, respectivement, dans la partie distale d’un profil de dose en profondeur.
Pour e´talonner un mode`le de faisceau MC en dose absolue est d’e´tablir la relation
entre le nombre de particules N et le produit dose surface (Dose Area Product DAP)
de´livre´es dans des conditions de re´fe´rence:
N =
DAPAW (zref )
dW (S
ρ
el,Φ
A
z ) ·A
(7.2)
Le nume´rateur de l’e´quation 7.2 est le DAP de´termine´ expe´rimentalement dans l’eau
a` la profondeur de re´fe´rence zref sur la surface A. En ge´ne´ral, le terme dW (S
ρ
el,Φ
A
z )
repre´sente la ”mean stopping power” par proton incident e´value´ par un moteur dose
quelconque et il est caracte´rise´ comme suit:
dW (S
ρ
el,Φ
A
z ) ·A =
∑
i
∫
(Sel,i/ρ)WΦ
A
E,i(zref )dE
n
(7.3)
(Sel,i/ρ)W dans cette expression est le pouvoir d’arreˆt e´lectronique de masse de
l’eau pour les espe`ces ioniques i et ΦAE,i(zref ) est le diffe´rentiel de fluence en e´nergie
de cette espe`ce ionique a` la profondeur de re´fe´rence zref . Le point cle´ de cette
approche est de calculer par une simulation MC de´die´e le terme dW (Srel,Φ
A
z ) pour
un nombre connu de protons n, comme de´crit par l’e´quation 7.2. Par conse´quent,
un seul pencil beam a e´te´ simule´ et marque´ dans un volume cylindrique de 7 cm de
rayon, suffisamment grand pour englober toutes les particules charge´es du champ
de rayonnement sur toute la gamme d’e´nergie clinique.
Une validation finale a e´te´ re´alise´e en termes de distribution de dose 3D dans
l’eau pour les quatre cubes de dose 3D de dimensions diffe´rentes. Les e´carts de
dose locaux par rapport aux mesures ont e´te´ calcule´s pour diffe´rentes positions du
Cette thèse est accessible à l'adresse : http://theses.insa-lyon.fr/publication/2019LYSEI002/these.pdf 
© [A. Elia], [2019], INSA Lyon, tous droits réservés
100 7.4. Caracte´risation de la ligne fixe du faisceau de protons MedAustron
support 3D selon les formules suivantes:
∆¯ =
1
N
N∑
i
(Dcalci −Dmeasi )
Dmeasi
∆¯ABS =
1
N
N∑
i
|Dcalci −Dmeasi |
Dmeasi
(7.4)
ou` K est le nombre de PinPoints utilise´s pour les mesures, Dmeasi est la dose mesure´e
pour la chambre i et Dcalci est la dose calcule´e par le MC. Pour l’e´valuation de ∆¯ et
∆¯ABS le support 3D a e´te´ place´ dans une re´gion de dose supe´rieure a` 95% de la dose
prescrite (re´gion cible). Dans la mesure du possible, une e´valuation supple´mentaire
a e´te´ effectue´e pour la re´gion du plateau (re´gion proximale), ou` un niveau de dose
compris entre 60% et 95% de la dose a e´te´ atteint. Les valeurs de dose mesure´es par
des chambres situe´es la` ou` le gradient de dose est supe´rieure a` 0.04 Gy/mm ont e´te´
exclues de l’analyse en raison des incertitudes de mesures.
7.4.3 Re´sultats et discussion
Les parame`tres optimaux du mode`le de faisceau optique ont permis d’obtenir un
taux de re´ussite de 99% pour l’exigence clinique de 1 mm/10%. Comme pre´vu, les
e´carts les plus importants de 1.8 mm (7.2 %) et de 1.7 mm (6.9 %) ont e´te´ obtenus
pour 62.4 MeV a` ISD+20 cm dans les plans vertical et horizontal, respectivement.
En fait, la pre´cision du mode`le de diffusion multiple de Coulomb est principalement
a` l’origine de l’accord dans FWHM car la diffusion est l’effet pre´dominant pour cette
e´nergie et cette position. D’autre part, cette combinaison d’e´nergie et de position
n’est pas cliniquement pertinente en protonthe´rapie. Si l’on conside`re un RaShi, un
e´cart syste´matique par rapport a` la taille du spot mesure´ a e´te´ observe´ (voir figure
7.7).
En ce qui concerne les profils de dose en profondeur dans l’eau pour la config-
uration a` faisceau ouvert, pour toutes les e´nergies analyse´es, la simulation MC a
reproduit avec pre´cision la forme des profils de dose en profondeur mesure´s dans
l’eau (voir figure 7.8-(a)). Les inte´grales normalise´es au premier point de mesure
sont toujours comprises dans les limites de 1% (voir figure 7.8-(b)). On a constate´
que les e´carts se situaient toujours a` moins de 0.2 mm, comme l’indique la figure
7.8-(c). Les e´carts absolus dans BPW80 e´taient en moyenne de 0.1 mm, ce qui cor-
respond a` un e´cart relatif d’environ 3% (voir figure 7.8-(d)).L’e´cart absolu maximal
observe´ e´tait de 0.3 mm (6%) a` 169.3 MeV. E´carts de R80, R90 et Rp pour les profils
de dose en profondeur dans l’eau a` ISD-50cm avec RaShi n’ont jamais de´passe´ 0.35
mm, tandis que les e´carts moyens sur la dose inte´gre´e ainsi que les les diffe´rences
moyennes entre les pics et les plateaux e´taient infe´rieures a` 0.4%.
Les diffe´rences entre nos donne´es calcule´es de ”puissance d’arreˆt moyenne” et
de puissance d’arreˆt de l’ICRU pour des protons ayant la meˆme plage de projec-
tion que R80 a` la profondeur de mesure zref ont atteint 10.4% pour un faisceau
mono-e´nerge´tique, avec un comportement de´pendant de l’e´nergie attendu. En effet,
les donne´es de puissance d’arreˆt de l’ICRU sont fournies pour les faisceaux mono-
e´nerge´tiques, tandis que la ”puissance d’arreˆt moyenne” doit tenir compte de la
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Figure 7.7: FWHM accord en termes relatifs entre les valeurs simule´es et les valeurs
mesure´es avec et sans RaShi pour le plan horizontal. Par souci de clarte´, seules trois
e´nergies repre´sentatives sont indique´es. Des re´sultats similaires ont e´te´ obtenus pour
le plan vertical.
perte de protons primaires ainsi que des secondaires nucle´aires a` la profondeur de
mesure qui est obtenue par simulation MC. L’accord avec le profil de dose transver-
sale mesure´ e´tait ge´ne´ralement meilleur que 0.4 mm. Le FS50 et le LP80-20 se sont
mis d’accord en moyenne de 0.4 mm et -0.1 mm, respectivement. Pour le FS50, un
e´cart maximal de -1.0 mm (-11.4% en termes relatifs) a e´te´ observe´ pour la cible
la moins profonde (niveau de dose de 95% entre 3 et 8 cm) lorsque le RaShi e´tait
utilise´s. Les e´carts pour R80 et R90, initialement trouve´s jamais supe´rieurs a` 0.2
mm, augmentent jusqu’a` 0.2 mm a` 0.5 mm et 0.7 mm respectivement lorsqu’un
RaShi a e´te´ utilise´. Un e´cart de 1.3 mm a e´te´ constate´ dans l’e´valuation du MOD90
sur toutes les boˆıtes, avec une de´viation maximale de 2.1 mm pour la cible la plus
profonde (niveau de dose de 95% entre 22 et 30 cm). Le DP80-20 e´tait de -0.3 mm
en moyenne avec une de´viation maximale de -0.6 mm. L’e´valuation en termes de
parame`tres distaux et late´raux est re´sume´e dans le tableau suivant 7.2.
Apre`s une correction syste´matique de la calibration en dose absolue du syste`me
de -2.7%, l’e´cart le plus important e´tait de -1.2% a` la position proximale de la box10
(voir figure 7.9).
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Figure 7.8: Dans la figure 7.8-(a), les profils de dose en profondeur simule´s dans
l’eau compare´s aux profils mesure´s pour 20 les e´nergies sont montre´es. Pour cette
comparaison, les valeurs d’e´nergie de´pose´es dans le volume cylindrique repre´sentant
la chambre du pic de Bragg d’un rayon de 4.08 cm a e´te´ utilise´e. Dans la figure
7.8-(b), e´carts relatifs entre les doses inte´grales simule´es et mesure´es sont indique´es.
Dans la figure 7.8-(c), e´carts absolus entre les plages simule´es et mesure´es sont
indique´es alors que dans la figure 7.8-(d), les e´carts absolus de Des valeurs de largeur
de pic de Bragg a` un niveau de dose de 80% sont rapportes. Les barres d’erreur
correspondent toujours a` l’indication e´cart type. Par souci de clarte´, dans la figure
7.8-(c), les barres d’erreur ne sont rapporte´es que pour un seul ensemble.
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Table 7.2: de´viations dans l’eau pour les distributions de dose 3D analyse´es en
termes de parame`tres transversaux (ci-dessus) et de parame`tres distaux (ci-dessous)
en termes absolus et relatifs. Le LP80-20- et le LP80-20+ se re´fe`rent au LP80-20
e´value´ pour de chaque coˆte´du centre du profil de dose transversal.
Figure 7.9: E´carts de dose locaux selon les e`quations 7.4 apre`s redimensionnement
de -2.7 %.
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La pre´cision du mode`le de faisceau n’a pas e´te´ affecte´e par les diffe´rents intervalles
d’air ou l’utilisation du RaShi, qui sont connu pour eˆtre des situations complexes
pour les algorithmes classiques de type pencil beam. Un e´cart maximal de -0.2% a
e´te´ constate´ dans le SOBP pour la box6 non isocentrique avec RaShi. Tous les cas
tridimensionnels analyse´s sont illustre´s dans les figures 7.10 et 7.11.
Figure 7.10: Profils de dose longitudinaux (a) et transversaux (b) pour les profils de
dose Box6(0,0,6) et longitudinaux (c) et transversaux (d) pour le Box6(0,0,5) place´s
a` la ISD-50cm avec RaShi compare´ aux donne´es mesure´es.
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Figure 7.11: Profils de dose longitudinaux (a) et transversaux (b) pour les profils
de dose Box8(0,0,15) et longitudinaux (c) et transversaux (d) pour le Box10(0,0,25)
comparativement aux donne´es mesure´es.
7.5 Vers la mise en œuvre de GATE pour le calcul de
dose inde´pendant
La caracte´risation des proprie´te´s physiques du faisceau de protons repre´sente la
toute premie`re e´tape vers la mise en œuvre d’un  independent dose calculation
tool  (IDC). Apre`s validation, il est important d’aller vers plus de cas cliniques,
afin de repe´rer les capacite´s et les limites du mode`le propose´ dans un contexte plus
clinique. En fin de compte, l’IDC doit eˆtre correctement inte´gre´ dans le flux de travail
clinique. Par exemple, l’IDC devrait eˆtre interface´ avec le syste`me de planification
de traitement (TPS) afin de pouvoir e´changer facilement toutes les informations
ne´cessaires sur les patients en termes de fichiers DICOM. A cet e´gard, le flux de
travail (workflow) entre le TPS utilise´ cliniquement et le moteur de calcul de dose
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GATE MC base´ sur Geant4 est pre´sente´ dans ce chapitre. Un aperc¸u de l’assurance
de la qualite´ spe´cifique au patient (PSQA) effectue´e a` MedAustron est d’abord
pre´sente´. De nombreux de´tails concernant la spe´cification dosime´trique et/ou la
calibration des de´tecteurs sont pre´sente´s dans [151, 144]. Les de´tails concernant la
mise en service de l’e´quipement sont disponibles dans [143].Actuellement, malgre´ le
temps de faisceau ne´cessaire pour la ve´rification directe des plans de traitement, le
protocole PSQA est la seule possibilite´ de ve´rifier que le traitement pre´vu peut eˆtre
de´livre´ dans les tole´rances cliniques. Toutefois, les mesures PSQA effectue´es dans
l’eau ne peuvent fournir aucune donne´e concernant l’exactitude de la dose dans le
patient. A` cet e´gard, les PSQA peut eˆtre conside´re´e comme un mode`le simplifie´ de
l’e´tat clinique. L’imple´mentation d’un IDC dans le flux de travail clinique ne´cessite
une validation minutieuse de chaque e´tape qui caracte´rise le flux de travail de´ja`
mentionne´. Un IDC correctement mis en œuvre doit eˆtre en mesure de fournir une
estimation de dose avec au moins la meˆme pre´cision que celle offerte par le TPS. A
MedAustron, le bloc de´tecteur 3D PTW e´quipe´ de 24 PinPoint est imple´mente´ pour
PSQA selon l’expe´rience partage´e de GSI, HIT et CNAO [151, 165].
7.5.1 Le concept de  workflow 
Le concept du flux de travail utilise´ pour reproduire la ve´rification PSQA avec GATE
est repre´sente´ dans la figure 7.12.
Figure 7.12: un ensemble d’e´tapes de base ne´cessaires au calcul complet d’un plan
de traitement a` l’aide de GATE.
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Table 7.3: effectue´e pour les 4 cas pour les valeurs TPS et MC, respectivement.
Le flux de travail de la figure 7.12 est une description de haut niveau. Chaque
e´tape du workflow s’appuie sur plusieurs sous-processus qui sont caracte´rise´s et mis
en œuvre a` MedAustron dans le cadre de cette the`se.
Le concept de workflow s’applique a` la proce´dure PSQA. Une fois que l’ensemble
des positions et des valeurs de dose pour chaque PinPoint est stocke´ dans un fichier
de´die´ pour effectuer la mesure, le physicien me´dical peut de´cider de reproduire la
ve´rification avec l’IDC et de commencer par la premie`re e´tape du workflow. Dans ce
cas, le plan d’AQ calcule´ au TPS est exporte´ au format DICOM contenant toutes les
informations ne´cessaires pour reproduire dans GATE le PSQA pour ce cas clinique
spe´cifique. Un tool automatise´ de´veloppe´ en interne dans le cadre de ce projet de
the`se guide l’utilisateur a` chaque e´tape du workflow, en prenant soin de convertir les
informations requises dans un format qui peut eˆtre traite´ par la source GATE TPS
[134]. En particulier, l’outil exploite plusieurs routines disponibles avec le package
CLITK et effectuer une conversion du fichier DICOM en un format lisible par GATE
(fichier ASCII par exemple). Les fichiers de sortie convertis par CLITK sont fournis
dans un format spe´cifique ge´re´ par GATE.
7.5.2 Re´sultats et discussion
Dans l’ensemble, pour tous les cas analyse´s, les re´sultats de GATE correspondent
aux donne´es mesure´es et re´sume´es dans le tableau 7.3. Dans la plupart des cas
analyse´s, la tendance des mesures TPS et des mesures GATE e´tait tre`s similaire..
Des re´sultats similaires ont e´te´ obtenus avec le TPS, inde´pendamment du cas clinique
ou de l’algorithme de dose choisi au TPS. L’e´cart local maximal de dose a e´te´ observe´
dans le cas de la prostate pour le TPS (8,7%) et dans le cas du SNC pour GATE
(8,0%). Malgre´ le filtrage applique´ a` l’ensemble des donne´es en termes de gradient
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Table 7.4: l’analyse γ-index effectue´e pour chaque distribution de dose calcule´e par
le TPS et GATE.
de dose et de faible dose permise, une valeur aberrante (outlier) d’environ -14% a
e´te´ trouve´e dans le cas du SNC pour la pre´vision du TPS. Une situation similaire a
e´te´ constate´e pour les deux moteurs de dose dans le cas du traitement para-nasal.
L’analyse de l’indice gamma (γ-index) effectue´e sur les distributions GATE et
TPS est re´sume´e dans le tableau 7.4. Dans l’ensemble, un taux de re´ussite de 85.7%
et 98.1% a` 1 mm/1% et 2 mm/2%, respectivement, a e´te´ obtenu. Les re´sultats
obtenus ont montre´ des e´carts plus e´leve´s en comparant le GATE et le TPS dans le
cas de la prostata.
7.6 Conclusion
Cette the`se de doctorat pre´sente un aperc¸u des traitements de protonthe´rapie, en
mettant l’accent sur l’importance de la simulation de Monte-Carlo pour le cal-
cul inde´pendant de la dose (IDC). Sur base des spe´cifications de l’acce´le´rateur de
MedAustron, une mode´lisation Monte-Carlo de´taille´e des proprie´te´s physiques du
faisceau de protons a e´te´ propose´e et e´value´e. Le mode`le de faisceau pre´sente´ tient
compte de la conception de la nozzle comple`te, ce qui signifie que la source est
de´crite a` l’entre´e de la nozzle. Ce choix, repre´sente une diffe´rence significative avec
la litte´rature actuelle, ou` une me´thode de mode´lisation a` partir de la sortie de la
nozzle est ge´ne´ralement exploite´e.
La pratique clinique actuelle de MedAustron exigeait qu’une attention parti-
culie`re soit accorde´e a` la validation dans des traitements pour desconditions non
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isocentriques, ce qui est une pratique clinique plutoˆt rare. La configuration non
isocentrique augmente la complexite´ du traitement et est une caracte´ristique unique
de MedAustron. La pre´cision dosime´trique obtenue par le mode`le de faisceau a at-
teint un e´cart maximal de -0.2% dans le SOBP par rapport aux donne´es mesure´es
pour la boˆıte non isocentrique6 avec RaShi, tandis que l’e´cart maximal de -1.2% a
e´te´ observe´ a` la position proximale de la box10.
La calibration du mode`le de faisceau en dose absolue repre´sente un autre sujet
cle´. Dans ce travail, nous pre´sentons la mise en œuvre de la calibration du mode`le de
faisceau en condition de re´fe´rence a` l’aide d’un formalisme nouvellement de´veloppe´
base´ sur les mesures du produit dose-surface (DAP). A notre connaissance, il s’agit
de la premie`re mise en œuvre du formalisme DAP dans la pratique clinique.
Ce travail a e´te´ soumise pour publication dans une e´tude de´die´e intitule´e ”A refer-
ence Monte Carlo beam model of the MedAustron proton horizontal fixed beam line
using GATE/Geant4”. En l’e´tat actuel du projet, un programme de ve´rification de
GATE prenant en compte des cas plus complexes tels que les fantoˆmes he´te´roge`nes et
l’impact de l’incidence oblique de l’irradiation du faisceau repre´sente une perspective
future.
Enfin et surtout, pour entrer dans la routine clinique, une validation approfondie
des courbes de calibration du scanner est ne´cessaire. Il s’agit de la dernie`re e´tape
pour permettre le calcul complet du plan de MC qui sera inse´re´ dans le flux de
travail clinique de MedAustron. A cet e´gard, un nouveau projet a re´cemment e´te´
de´marre´ a` MedAustron, en utilisant comme point de de´part l’analyse et les re´sultats
obtenus pendant ce doctorat.
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Acronyms
 BPw: Bragg Peak width
 CAXDD: Central Axis Depth Dose
 CNAO: Centro Nazionale di Adroterapia Oncologica
 CSDA: Continuos Slowing-Down Approxiamtion
 DDS: Dose Delivery System
 DP: Distal Penumbra
 DSB: Duble Strand Breaks
 FS: Field Size
 FWHM: Full Width at Half Maximum
 GSI: Gesellschaft fu¨r Schwerionenforschung
 HEBT: High Enegry Beam Trasport
 HIT: Heidelberg Ionenstrahl Therapy
 HU: Hounsfield Unit
 IDC: Independent Dose Calculation
 IDD: Integrated Depth Dose
 IMRT: Intense Modulated Radio-Therapy
 IR: Irradiation Room
 LEBT: Low Energy Beam Trasport
 LET: Linear Energy Transfer
 LIBT: Light Ion Beam Therapy
 LP: Lateral Penumbra
 MAPTA: MedAustron Particle Therapy Accelerator
 MAPTS: MedAustron Partcle Therapy System
 MAPTS: MedAustron Particle Therapy System
 MC: Monte Carlo
 MCS: Multiple Columb Scattering
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Acronyms 111
 MEBT: Medium Energy Beam Trasport
 MIT: Marburg Ionenstrahl Therapy
 NCR: Non Clinical Research
 OAR: Organ At Risk
 OER: Oxigen Enhancement Ratio
 OIS: Oncology Information System
 PAS: Patient Alignment System
 PBP: Pristine Bragg Peak
 PSQA: Patient Specific Quality Assurance
 PSR: Patient Study Record
 RBE: Relative Biological Effectiveness
 RTSS: Radiotherapy System
 RX: range at the X% dose level in the distal fall-off of a depth dose profile
 SAD: Source to Axis Distance
 SOBP: Spread Out Bragg Peak
 SSB: Single Strand Breaks
 TFL: Treatment Field Lenght
 TOED: Treatement Operation Editor
 TPS: Treatment Planning System
 VOI: Volume Of Interest
 WEPL: Water Equivalent Path Length
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